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Cal Report: jieg k%t N}

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136454.D

Acqg On : 29 Jan 2016 1:59 pm
Operator : ToanP

Sample : IC6139-100

Misc : M597676,V2C6139,%, ,,,1
ALS Vial : 10 Sample Multiplier: 1

Quant Time: Feb 01 15:52:35 2016

Quant Method : C:\msdchem\1l\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Jan 29 15:09:39 2016

Response via : Initial Calibration

Compound : R.T. QIon Response Conc Units Dev(Min)

Internal Standards

=
o
©

1) Tert Butyl Alcohol-d9 Bl TED 65 153805 500.00 ug/L 0.02
5) pentafluorobenzene 11.331 168 238554 50.00 ug/L 0.00
61) 1,4-difluorobenzene 12.049 114 277797 50.00 ug/L 0.00
92) chlorobenzene-d5 14.990 117 246158 50.00 ug/L 0.00
107) 1,4-dichlorobenzene-d4 17.145 152 141261 50.00 ug/L 0.00
System Monitoring Compounds
54) dibromofluoromethane (s) 11.220 113 95197 50.73 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 101.46%
55) 1,2-dichloroethane-d4 (s) 11.645 65 94304 49.02 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 98.04%
84) toluene-d8 (s) 13.580 98 318405 49.75 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery - 99.50%
109) 4-bromofluorobenzene (s) 16.054 95 120035 51.91 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 103.82%
Target Compounds Qvalue
2) tertiary butyl alcohol 8.898 59 196899 569.56 ug/L 99
4) 1,4-dioxane 12.746 88 74556 2910.17 ug/L 95
11) chlorodifluoromethane 4.625 51 354444 141.80 ug/L 98
12) dichlorodifluoromethane 4.593 85 432987 136.00 ug/L 96
15) chloromethane 5.1055 50 479081 113.60 ug/L 99
16) vinyl chloride 5.380 62 456347 122.28 uwg/L 99
17) bromomethane 6.161 94 246328 106.89 ug/L 96
18) chloroethane 6.360 64 189184 120.60 ug/L 99
19) trichlorofluoromethane 6.921 101 466041 127.61 wg/L 98
21) ethyl ether 7.409 74 124606 114.78 ug/L 85
22) 2-CHLOROPROPANE 7.855 43 464222 115.68 ug/L 99
26) acrolein T o FT0 56 673661 1190.74 ug/L 99
27) 1,1-dichloroethene 7.923 61 371378 117.69 ug/L 96
28) acetone 8.027 58 24675 115.25 ug/L 93
29) allyl chloride 8.546 76 145471 116.82 ug/L # 87
30) acetonitrile 8.583 40 265664 1101.47 ug/L # 79
31) iodomethane 8.269 142 514883 119.90 ug/L 99
32) iso-butyl alcohol 11.462 42 86857 1093.70 ug/L 95
33) carbon disulfide 8.389 76 887976 113.40 ug/L 99
34) methylene chloride 8.788 84 267126 113.10 mg/L 99
35) 1-CHLOROPROPANE 8.793 42 415383 91.81 ug/L 100
36) methyl acetate 8.536 74 40560 110.73 ug/L # 89
37) methyl tert butyl ether 9.107 73 767765 11023 ng/L 98
38) trans-1,2-dichloroethene 9.176 61 329480 115.36 ng/L 99
39) di-isopropyl ether 9.747 45 840071 111.60 ug/L 99
40) 2-butanone 10.596 72 28386 109.79 ug/L # 91
41) 1,1-dichloroethane 9.821 63 402041 116.44 ug/L 99
42) chloroprene 9.915 53 318826 121.54 ug/L 99
43) acrylonitrile 9.191 53 511426 569.51 ug/L 98
44) wvinyl acetate 9.794 86 41930 118. 05 ug/L 97
45) ethyl tert-butyl ether 10.256 59 816423 112.46 ug/L 97
46) ethyl acetate 10.586 45 35176 107.41 ug/L 92
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Cal Report: piegklriras}

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136454.D

Acg On : 29 Jam 21016 1:59 pm
Operator : ToanP

Sample = ICe139-100

Misc s MS87676,V2C6139, W, ¢, 1
ALS Vial =: 10 Sample Multiplier: 1

Quant Time: Feb 01 15:52:35 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmXl.4um
QLast Update : Fri Jam 29 15:09:39 2016

Response via : Initial Calibration

Compound " R.T. QIon Response Conc Units Dev(Min)

47) 2,2-dichloropropane 10.612 717 364155 101.35 ug/L 100

48) cis-1,2-dichloroethene 10.623 96 256067 108.98 ug/L 98

49) propionitrile 10.743 54 408364 1171.15 ug/L 99

50) bromochloromethane 10.958 128 130079 112.72 ug/L 98

51) tetrahydrofuran 10.984 42 92742 108.40 ug/L 96

52) chloroform 1Y.011 83 376439 118.83 ug/L 99

53) t-butyl formate 11.026 59 235571 110.56 ug/L 98

56) freon 113 7.854 151 209305 126.05 ug/L 91

57) methacrylonitrile 10.9%21 67 101831 121.59 ug/L 99

58) 1,1,1-trichloroethane 11.247 97 355714 120.27 ug/L 99

59) Cyclohexane 11.294 84 372613 123.63 ug/L 94

63) epichlorohydrin 13.260 57 130269 576.50 ug/L 99

64) n-butyl alcohol 12.185 56 435963 5782.34 ug/L 95

65) carbon tetrachloride 11.441 117 327025 114.71 ug/L 99

66) 1,1-dichloropropene 11.414 75 278698 117.98 ug/L 99

67) hexane 9.459 57 240215 137.06 ug/L 98

69) iso-octane 11.635 57 909984 130.25 ug/L 99

70) benzene 11.692 78 807790 107.05 ug/L 99

71) tert-amyl methyl ether 11.692 87 164080 110.76 ug/L 97

72) heptane 11.797 57 161155 128.12 ug/L 919

73) isopropyl acetate 11.598 43 591574 114.85 ug/L 100

74) 1,2-dichloroethane 11.734 62 259411 113.80 ug/L 99

75) trichloroethene 12.369 95 215300 122.98 ug/L 98

76) 2-nitropropane 13.134 41 76686 99.37 ug/L # 82

77) 2-chloroethyl vinyl ether 13.118 63 683306 585.58 ug/L 98

78) methyl methacrylate 12.615 100 57324 116.96 ug/L 91

79) 1,2-dichloropropane 12.641 63 208839 113.23 ug/L 100

80) dibromomethane 12.804 93 142050 117.72 ug/L 99

81) methylcyclohexane 12.547 83 393037 127.81 ug/L 100

82) bromodichloromethane 12.914 83 288908 123.72 mg/L 99

83) cis-1,3-dichloropropene 13.328 75 345221 113.26 ug/L 98

85) 4-methyl-2-pentanone 13.407 58 93956 110.56 ug/L 98

86) toluene 13.648 92 486018 118.86 ug/L 89

87) 3-methyl-l-butanol 13.428 55 259558 2178.96 ug/L 97

88) trans-1,3-dichloropropene 13.852 75 306990 109.50 ug/L 98

89) ethyl methacrylate 13.805 69 264997 115.64 ug/L 98

90) 1,1,2-trichloroethane 14.057 83 158893 113.00 ug/L 99

91) 2-hexanone 14.188 58 81296 105.09 ug/L 98

93) tetrachloroethene 14.183 164 194622 118.91 mg/L 99

94) 1,3-dichloropropane 14.225 76 282982 113.10 ug/L 96

95) butyl acetate 14 ..235 56 138253 109.77 ug/L 95

96) 3,3-dimethyl-l-butanol 14.345 57 309588 1114.99 ug/L 99

97) dibromochloromethane 14.476 129 242639 121.19 ug/L 99

98) 1,2-dibromoethane 14.618 107 208602 116.65 ug/L 99

99) BUTYL ETHER 14.875 57 851413 116.44 ug/L 99

100) chlorobenzene 15.@22 - I12 550940 119.08 ug/L 99
101) 1,1,1,2-tetrachloroethane 15.079 131 231461 114.51 ug/L 99
102) ethylbenzene 15 /@53 gl 869015 106.68 ug/L 98
103) m,p-xylene 15.147 106 686689 229.52 ug/L 96
104) o-xylene 15.541 106 371226 116.55 ug/L 97
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Cal Report: r{egk{7 TN

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136454.D

Acqg On : 29 Jan 2016 1:59 pm
Operator : ToanP

Sample : IC6139-100

Misc : MS97676,V2C6139,w,,,,1
ALS Vial : 10 Sample Multiplier: 1

Quant Time: Feb 01 15:52:35 2016
Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um

QLast Update : Fri Jan 29 15:09:39 2016

Response via : Initial Calibration

Compound R.T. QIon Response Conc Units Dev(Min)

105) styrene 15.551 104 592273 114.91 ug/L 99
106) bromoform 15.834 173 197003 120.84 ug/L 98
108) isopropylbenzene 15.845 105 977616 117.76 ug/L 99
111) bromobenzene 16.243 156 269823 109.38 ug/L 94
112) 1,1,2,2-tetrachloroethane 16.159 83 289454 119.32 ug/L 97
113) trams-1,4-dichloro-2-b... 16.196 88 39620 11033 uglfL 94
114) 1,2,3-trichloropropane 16.233 110 63627 106.98 ug/L 98
115) n-propylbenzene 16.222 91 1086349 116.53 ug/L 100
116) 2-chlorotoluene 16.380 126 243538 108.82 ug/L 92
117) 4-chlorotoluene 16.469 91 666175 114.87 ug/L 100
118) 1,3,5-trimethylbenzene 16.353 105 850200 118.35 ngfL 98
119) tert-butylbenzene 16.678 134 179885 123.14 ug/L 99
120) pentachloroethane 16.788 167 191907 123.91 ug/L 99
121) 1,2,4-trimethylbenzene 16.726 105 850190 114.94 ug/L 99
122) sec-butylbenzene 16.883 = 105 TL65125 119.64 ug/L 99
123) 1,3-dichlorobenzene 17.093 146 564585 113.41 ug/L 99
124) p-isopropyltoluene 16.988 119 1001028 116.54 ug/L 99
126) 1,4-dichlorobenzene 17.271 146 559106 UG .27 -ug /L g9
127) 1,2-dichlorobenzene 17.559 146 573893 112.13 ug/L 100
128) n-butylbenzene 17.386 92 522093 118.36 ug/L 100
129} 1,2-dibromo-3-chloropr... 18.351 ) 65293 109.46 ug/L 92
130) 1,3,5-trichlorobenzene 18.503 180 598865 115.75 ug/L 98
131) 1,2,4-trichlorobenzene 19.169 180 535439 117.96 ug/L 99
132) hexachlorobutadiene 19.258 225 298507 115.07 ug/L 98
133) naphthalene 19.468 128 1106838 117.26 ug/L 99
134) 1,2,3-trichlorobenzene 19.714 180 471185 115.66 ug/L 100
135) hexachloroethane 17.800 201 217331 134.24 ug/L 99
(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report:

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136454.D

Acqg On : 29 Jan 2016 1259 pm
Operator : ToanP

Sample s . IC6139-100

Misc : MS97676,V2C6139,w,,,,1
ALS Vial : 10 Sample Multiplier: 1

Quant Time: Feb 01 15:52:35 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mXO0.25mmX1.4um
QLast Update : Fri Jan 29 15:09:39 2016

Response via : Initial Calibration

IAbundance TIC: 2C136454.D\data.ms
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Cal Report: 2C136455.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136455.D

Acg On : 29 Jan 2016 2:28 pm
Operator : ToanP

Sample : IC6139-200

Misc : MS97676,V2C6139,w,,,,1
ALS Vial : 11 Sample Multiplier: 1

Quant Time: Feb 01 15:52:51 2016
Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SWB846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Jan 29 15:09:39 2016
Response via : Initial Calibration
Compound R.T. QIon Response Conc Units Dev(Min)

Internal Standards

QO Q O
o oo
oonN
..

1) Tert Butyl Alcohol-d9 8.783 65 160142 500.00 ug/L

5) pentafluorobenzene 11.137 168 239894 50.00 ug/L

61) 1,4-difluorobenzene 12.049 114 290414 50100 ug/L a
92) chlorobenzene-d5 14.990 117 254674 50.00 ug/L .00
107) 1,4-dichlorobenzene-d4 17%.145 152 144681 50.00 ug/L .00

System Monitoring Compounds
54) dibromofluoromethane (s) 11.221 113 96419 51.09 ug/L 0.00

Spiked Amount 50.000 Range 76 - 120 Recovery = 102.18%
55) 1,2-dichloroethane-d4 (s) 11.645 65 95662 49.45 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 98.90%
84) toluene-d8 (s) 13.580 98 327264 48.91 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 97.82%
109) 4-bromofluorobenzene (s) 16.055 95 124381 52.51 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 105.02%
Target Compounds Qvalue
2) tertiary butyl alcohol 8.898 59 382636 1063.04 ug/L 99
4) 1,4-dioxane 12.746 88 147070 5513.47 ug/L 95
11) chlorodifluoromethane 4.625 51 650310 258.72 ng/L 97
12) dichlorodifluoromethane 4.593 85 802083 250.53 ng/L 99
15) chloromethane 5.065 50 896010 211,27 ag/L 99
16) vinyl chloride 5.380 62 853783 227 .50 ng/L 99
17) bromomethane 6.161 94 412109 177.82 ng/L 98
18) chloroethane 6.360 64 340244 215.68 ugy/L 99
19) trichlorofluoromethane 6.911 101 865396 235..63" ng/L 98
21) ethyl ether 7.404 74 234420 214.72 ug/L 99
22) 2-CHLOROPROPANE 7655 43 849032 210.39 ug/L 99
26) acrolein T TRl 56 1250425 2197.87 ug/L 100
27) 1,1-dichloroethene T.923 61 684155 215.60 uwg/L 97
28) acetone 8.038 58 46074 214.00 ug/L 99
29) allyl chloride 8.547 76 273346 218.28 ug/L # 87
30) acetonitrile 8.583 40 493646 2035.28 ug/L 82
31) iodomethane 8.269 142 954830 221.11 uwg/L 100
32) iso-butyl alcohol 11.462 42 166014 2078.76 ug/L 98
33) carbon disulfide 8.395 76 1634460 207.57 ug/L 99
34) methylene chloride 8.788 84 492682 207.43 ug/L 97
35) 1-CHLOROPROPANE 8.793 42 738291 162.26 ug/L 99
36) methyl acetate 8.536 74 76770 208.42 ug/L 89
37) methyl tert butyl ether 9.108 73 1414282 201.92 ng/L 98
38) trans-1,2-dichloroethene 9.176 61 589351 205.20 ug/L 97
39) di-isopropyl ether 9.747 45 1550065 204.77 ug/L 99
40) 2-butanone 10.597 72 53748 206.72 ug/L # 84
41) 1,1-dichloroethane 9.821 63 737027 212.27 ug/L 99
42) chloroprene 9.915 53 589400 223.43 ug/L 99
43) acrylonitrile 9.191 53 924534 1023.79 ug/L 99
44) vinyl acetate 9.794 86 78203 218.95 ung/L 95
45) ethyl tert-butyl ether 10.256 59 1524126 208.76 ug/L 98
46) ethyl acetate 10.586 45 64590 196.12 ug/L 95
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Cal Report: 2C136455.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136455.D

Acqg On : 29 Jan 2016 2:28 pm
Operator : ToanP

Sample : ICH139-200

Misc : MS9IT7676,V2C6139, W, ;ynl
ALS Vial : 11 Sample Multiplier: 1

Quant Time: Feb 01 15:52:51 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mXO0.25mmX1.4um
QLast Update : Fri Jan 29 15:09:39 2016

Response via : Initial Calibration

Compound R.T. QIon Response Conc Units Dev(Min)’
47) 2,2-dichloropropane 10.612 7 655368 181.39 ug/L 919
48) cis-1,2-dichloroethene 10.623 96 460861 195.05 ug/L 98
49) propionitrile 10.743 54 759748 2166.72 ug/L 919
50) bromochloromethane 18.958 . 128 239069 206.02 ug/L 919
51) tetrahydrofuran 10.979 42 168244 195.55 ug/L 97
52) chloroform 11.011 83 677887 212.80 ug/L 98
53) t-butyl formate 11.02% 59 438071 204.46 ug/L 96
56) freon 113 7..855 151 385661 230.96 ug/L 90
57) methacrylonitrile 10.911 67 191534 227.41 ug/L 99
58) 1,1,1-trichloroethane 11.247 97 654601 220.09 ug/L 98
59) Cyclohexane 11.294 84 680577 224.55 ug/L 94
63) epichlorohydrin 13.260 57 246859 1045.00 ug/L 99
64) n-butyl alcohol 12.185 56 831777 10552.88 ug/L 96
65) carbon tetrachloride 11.436 117 598358 200.77 ug/L 97
66) 1,l-dichloropropene 11.415 75 509287 206.23 ug/L 100
67) hexane 9.454 57 439129 239.67 ug/L 97
69) iso-octane 11.640 57 1679575 229.96 ug/L 100
70) benzene 11.687 78 1463103 185.47 ug/L 99
71) tert-amyl methyl ether 11.692 87 306439 197.88 ug/L 93
72) heptane 11.797 57 288326 219.27 ug/L 97
73) isopropyl acetate 11.598 43 1094628 203.28 ug/L 98
74) 1,2-dichloroethane 11.734 62 471611 197.91 ug/L 98
75) trichloroethene 12.369 95 394594 215.61 ug/L 97
76) 2-nitropropane 13.134 41 138635 171.85 ug/L # 80
77) 2-chloroethyl vinyl ether 13.119 63 1234597 1012.06 ug/L 97
78) methyl methacrylate 12.615 100 106547 207.94 ug/L 93
79) 1,2-dichloropropane 12.641 63 379074 196.60 ug/L 99
80) dibromomethane 12.804 93 259831 205.98 ug/L 97
81) methylcyclohexane 12.547 83 732829 227.95 ug/L 99
82) bromodichloromethane 12.914 83 535100 219.19 ug/L 99
83) cis-1,3-dichloropropene 13,328 = 636576 199.78 ug/L 99
85) 4-methyl-2-pentanone 13.407 58 177052 199.30 ug/L 97
86) toluene 13.648 92 898430 210.17 ug/L 99
87) 3-methyl-l-butanol 13.428 55 482977 3878.37 ug/L 99
88) trans-1,3-dichloropropene 13.853 75 555975 189.69 ug/L 98
89) ethyl methacrylate 13.805 69 487099 203.33 ug/L %19
90) 1,1,2-trichloroethane 14.057 83 293687 199.79 ug/L 98
91) 2-hexanone 14.193 58 147189 182.00 ug/L 98
93) tetrachloroethene 14.183 164 355917 210.19 ug/L 99
94) 1,3-dichloropropane 14.225 76 513905 198.52 ug/L 95
95) butyl acetate 14.235 56 247630 190.03 ug/L 94
96) 3,3-dimethyl-1-butanol 14.351 57 585715 2038.93 ug/L 99
97) dibromochloromethane 14.476 129 450734 217.60 ug/L 99
98) 1,2-dibromoethane 14.618 107 388705 210.09 ug/L 100
99) BUTYL ETHER 14.875 57 1535463 202.97 ug/L 98
100) chlorobenzene 15.022 112 1018063 212.69 ug/L 99
101) 1,1,1,2-tetrachloroethane 15.074 131 426356 203.88 ug/L 98
102) ethylbenzene 15./053 91 1563114 185.48 ug/L 97
103) m,p-xylene 15.148 106 1250723 404.07 ug/L 93
104) o-xylene 15.536 106 682756 207.20 ug/L 99
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Cal Report: 2C136455.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136455.D

Acg On : 29 Jan 2016 2:28 pm
Operator : ToanP

Sample : IC6139-200

Misc : MS97676,V2C6139,w,,,,1
ALS Vial : 11 Sample Multiplier: 1

Quant Time: Feb 01 15:52:51 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Jan 29 15:09:39 2016

Response via : Initial Calibration

Compound R.T. QIon Response Conc Units Dev(Min)
105) styrene 15.551 104 1068570 200.38 ug/L 99
106) bromoform 15.829 173 362964 215.19 ug/L 98
108) isopropylbenzene 15.845 105 1787180 2710 19 "uwg/L 98
111) bromobenzene 16.243 156 492699 195.01 ug/L 95
112) 1,1,2,2-tetrachloroethane 16.160 83 535210 215.42 ng/L 96
113) trans-1,4-dichloro-2-b... 16.196 88 69327 188.49 ug/L 97
114) 1,2,3-trichloropropane 16.233 110 115655 189.86 ug/L 99
115) n-propylbenzene 16.222 91 1967939 206.10 ug/L 98
116) 2-chlorotoluene 16.380 126 451806 197.10 wg/L 92
117) 4-chlorotoluene 16.469 91 1223124 205.92 ug/L 99
118) 1,3,5-trimethylbenzene 16.353 105 1572060 213.66 ug/L 97
119) tert-butylbenzene 16.679 134 343346 229.48 ug/L 97
120) pentachloroethane 16.789 167 364828 229.99 ug/L 99
121) 1,2,4-trimethylbenzene 16.726 105 1554220 205.16 ug/L 99
122) sec-butylbenzene 16.883 105 2156504 216.21 ug/L 98
123) 1,3-dichlorobenzene 17.093 146 1021605 200.37 ag/L 98
124) p-isopropyltoluene 16.988 119 1856834 211.06 ug/L 100
126) 1,4-dichlorobenzene 17.171 146 1016698 204.65 ug/L 99
127) 1,2-dichlorobenzene 17.559 146 1044443 199.25 ug/L 98
128) n-butylbenzene 17,386 92 958024 212.05 ug/L 98
129} 1,2-dibromo-3-chloropr... 18.351 75 122476 200.47 ug/L 96
130) 1,3,5-trichlorobenzene 18.503 180 1061774 200.. 37 ug/L 98
131) 1,2,4-trichlorobenzene 19.169 - 180 946808 203.66 ug/L 100
132) hexachlorobutadiene 19.258 225 526097 198.00 ug/L 98
133) naphthalene 19.468 128 1984835 205.31 ug/L 99
134) 1,2,3-trichlorobenzene 19.714 180 838067 200.86 ug/L 99
135) hexachloroethane 17.801 201 428117 258.19 ng/L 98
(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: 2C136455.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136455.D

Acqg On : 29 Jan 2016 2:28 pm
Operator : ToanP

Sample s IC6139-2Q0

Misc : MS97676,V2C613%, W, 0l
ALS Vial @ 11 Sample Multiplier: 1

Quant Time: Feb 01 15:52:51 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Jan 29 15:09:39 2016

Response via : Initial Calibration

iIAbundance TIC: 2C136455.D\data.ms
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Cal Report: ik Vs

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136458.D

Acqg On : 29 Jan 2016 3:54 pm
Operator : ToanP

Sample ¢ ICV6139-50

Misc s MS9T7676,V2C6138, W, ,pirl
ALS Vial : 14 Sample Multiplier: 1

Quant Time: Feb 01 15:53:37 2016
Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Mon Feb 01 15:49:22 2016
Response via : Initial Calibration
Compound R.T. QIon Response Conc Units Dev(Min)

Internal Standards

1) Tert Butyl Alcohol-d9 B. 7972 65 156198 500.00 ug/L -0.01
5) pentafluorobenzene 11,137 168 229744 50.00 ug/L 0.00
61) 1,4-difluorobenzene 12.049 114 263540 50.00 ug/L 0.00
92) chlorobenzene-d5 14.990 117 236633 50.00 ug/L 0.00
107) 1,4-dichlorobenzene-d4 17.145 152 138763 50.00 ug/L 0.00

System Monitoring Compounds
54) dibromofluoromethane (s) 11.221 113 91371 50.15 ug/L 0.00

Spiked Amount 50.000 Range 76 - 120 Recovery = 100.30%
55) 1,2-dichloroethane-d4 (s) 11.645 65 90206 48.21 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 96.42%
84) toluene-d8 (s) 13..580 98 304452 50.27 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 100.54%
109) 4-bromofluorobenzene (s) 16.055 95 115607 50.60 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 101.20%
Target Compounds Qvalue
2) tertiary butyl alcohol 8.893 59 81862 215.70 ug/L 98
4) 1,4-dioxane 12.746 88 25409 993.82 ug/L 94
11) chlorodifluoromethane 4.630 51 164171 52.27 ug/L 97
12) dichlorodifluoromethane 4.588 85 190737 50.69 ug/L 97
15) chloromethane 5.049 50 214697 46.11 ug/L 97
16) vinyl chloride 5.375 62 201424 49.50 ug/L 99
17) bromomethane 6.171 94 115120 45.94 ug/L 97
18) chloroethane 6.360 64 83874 50.44 ug/L 97
19) trichlorofluoromethane 6.921 101 206664 50.28 ug/L 99
21) ethyl ether 7.398 74 51073 46.81 ug/L 98
22) 2-CHLOROPROPANE 7.655 43 196169 48.72 ug/L 99
26) acrolein T.765 56 287849 486.34 ug/L 99
27) 1,1-dichloroethene 7-8917 61 161940 51.08 ug/L 98
28) acetone 8.033 58 9984 45.55 ug/L 93
29) allyl chloride 8.547 76 60884 48.32 ug/L 94
30) acetonitrile 8. 573 40 117553 454.82 ug/L # 50
31) iodomethane 8.274 142 225463 51.74 ug/L 98
32) iso-butyl alcohol 11.456 42 36046 414.08 ug/L a3
33) carbon disulfide 8.395 76 390583 51.10 ug/L 99
34) methylene chloride 8.788 84 116863 49.93 ug/L 99
35) 1-CHLOROPROPANE 8.798 42 180127 45.40 ug/L 98
36) methyl acetate 8.536 74 18508 51.44 ug/L 94
37) methyl tert butyl ether 9.102 73 680548 95.28 ug/L 92
38) trans-1,2-dichloroethene 9. 371 61 136959 46.43 ug/L 99
39) di-isopropyl ether 9.747 45 385590 50.92 ug/L 98
40) 2-butanone 10.597 72 11450 43.56 ug/L 94
41) 1,1-dichloroethane 9.821 63 172380 48.06 ug/L 99
42) chloroprene 9.915 53 133432 51.17 ‘ug/L 98
43) acrylonitrile 9.191 53 214189 226.76 ug/L 98
44) vinyl acetate 9.800 86 18369 53.22 ug/L 81
45) ethyl tert-butyl ether 10.256 59 375938 52.48 ug/L 98
46) ethyl acetate 10.586 45 14850 45.45 ug/L 79
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Cal Report: {ogk{ZL:Ny

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136458.D

Acqg On : 29 Jan 2016 3:54 pm
Operator : ToanP

Sample : ICV6139-50

Misc : MS97676,V2C6139,W,;,s1
ALS Vial : 14 Sample Multiplier: 1

Quant Time: Feb 01 15:53:37 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW8B46 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Mon Feb 01 15:49:22 2016

Response via : Initial Calibration

Compound g R.T. QIon Response Conc Units Dev (Min)
47) 2,2-dichloropropane 10.612 77 155766 43.87 ug/L 98
48) cis-1,2-dichloroethene 10.623 96 107963 44.75 ug/L 97
49) propionitrile 10.743 54 165676 433.99 ug/L 97
50) bromochloromethane 10.958 128 55005 48.44 ug/L 99
51) tetrahydrofuran 10.985 42 38665 44.25 ug/L 85
52) chloroform 11.011 83 161736 49.39 ug/L 98
53) t-butyl formate 11.027 58 92754 44 .55 ug/L 97
5/6) freon 113 7.860 151 106661 62.64 ug/L 93
57) methacrylonitrile 10.911 67 40606 45.91 ug/L 97
58) 1,1,1-trichloroethane 11.247 97 154759 52.67 ug/L 98
59) Cyclohexane 11.294 84 162494 53.91 ug/L a7
63) epichlorohydrin 13..260 57 52315 224.79 ug/L 99
64) n-butyl alcohol 12.185 56 157938 1779.08 ug/L 97
65) carbon tetrachloride 13.43S 117 144151 52.78 ug/L 99
66) 1,l-dichloropropene 11.420 15 115566 49.03 ug/L 98
67) hexane 9.459 57 80385 42.69 ug/L 859
69) iso-octane 11.635 57 425499 60.23 ug/L 99
70) benzene 11.687 78 343881 44.76 ug/L 99
71) tert-amyl methyl ether 11.692 87 75318 51.51 ug/L 95
72) heptane 11.792 57 73641 60.38 ug/L 99
73) isopropyl acetate 11 ..598 43 275429 54.22 ug/L 98
74) 1,2-dichloroethane 11.734 62 108619 46.70 ug/L 99
75) trichloroethene 12.369 85 87508 49.26 ug/L 97
76) 2-nitropropane 13.134 41 33531 44.02 ug/L 100
77) 2-chloroethyl vinyl ether 13.119 63 299665 260.38 ug/L 99
78) methyl methacrylate 12.615 100 23231 48.31 ug/L 96
79) 1,2-dichloropropane 12.641 63 87158 47.60 ug/L 98
80) dibromomethane 12.804 93 57877 47.75 ug/L 99
81) methylcyclohexane 12.547 83 181628 60.46 ug/L 99
82) bromodichloromethane 12.914 83 118343 48.85 ug/L 100
83) cis-1,3-dichloropropene 13.328 75 140257 46.42 ug/L 98
85) 4-methyl-2-pentanone 13.407 58 39270 48.55 ug/L 99
86) toluene 13.648 92 202869 49.31 ug/L 100
87) 3-methyl-l-butanol 13.428 55 103780 788.33 ug/L 97
88) trans-1,3-dichloropropene 13.853 7.5 126814 46.34 ug/L 100
89) ethyl methacrylate 13.805 69 107649 47.87 ug/L 99
90) 1,1,2-trichloroethane 14.057 83 64394 47.72 ug/L 98
91) 2-hexanone 14.193 58 33478 43.74 ug/L 98
93) tetrachloroethene 14.183 164 80425 49.76 ug/L 100
94) 1,3-dichloropropane 14.225 76 117866 45.65 ug/L 99
95) butyl acetate 14.235 56 61499 48.36 ug/L 93
96) 3,3-dimethyl-1-butanol 14.351 57 128486 436.14 ug/L 99
97) dibromochloromethane 14.476 129 98370 47.90 ug/L 99
98) 1,2-dibromoethane 14.618 107 85087 47.51 ug/L 100
99) BUTYL ETHER 14.875 57 369594 48.98 ug/L 100
100) chlorobenzene 15.022 112 231058 48.14 ug/L 29
101) 1,1,1,2-tetrachloroethane 15.074 131 101404 48.50 ug/L 99
102) ethylbenzene 15.053 91 374977 45.98 ug/L 100
103) m,p-xylene 15.148 106 293751 96.66 ug/L 97
104) o-xylene 15.536 106 156665 49.29 ug/L 93
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Cal Report: iy k{:tr: N}

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136458.D

Acg On : 29 Jan 2016 3:54 pm
Operator : ToanP

Sample : ICV6139-50

Misc : MS97676,V2C6139,w,,,,1
ALS Vial : 14 Sample Multiplier: 1

Quant Time: Feb 01 15:53:37 2016
Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um

QLast Update : Mon Feb 01 15:49:22 2016

Response via : Initial Calibration

Compound R:T. QIon Response Conc Units Dev(Min)

105) styrene 15.55%1 - 104 250301 46.34 ug/L 99
106) bromoform 15.834 173 80783 49.11 ug/L 99
108) isopropylbenzene 15.845 105 429070 52.00 ug/L 99
111) bromobenzene 16.243 156 116816 44.11 ug/L 98
112) 1,1,2,2-tetrachloroethane 16.159 83 121492 47.51 ug/L 96
113} trans-1l,4d-dichloro-2-b... 16.191 88 16494 46.96 ug/L 94
114) 1,2,3-trichloropropane 18.233 110 28031 46.83 ug/L 98
115) n-propylbenzene 16.217 91 470198 49.83 ug/L 99
116) 2-chlorotoluene 16.374 126 103660 47.65 ug/L 99
117) 4-chlorotoluene 16.469 91 283964 48.11 ug/L 100
118) 1,3,5-trimethylbenzene 16.353 105 364942 50.05 ug/L 99
119) tert-butylbenzene 16.679 134 74442 50.47 ug/L 98
120) pentachloroethane 16.789 167 80931 51..91 ag/L 99
121) 1,2,4-trimethylbenzene 16.726 1605 376369 48.27 ug/L 99
122) sec-butylbenzene 16.878 105 498760 51.77 ug/L 100
123) 1,3-dichlorobenzene 17.087 146 240965 47.44 ug/L 99
124) p-isopropyltoluene 16.988 119 428492 50.58 ug/L 99
126) 1,4-dichlorobenzene 17.171 146 237843 47.69 ug/L 100
127) 1,2-dichlorobenzene 17.559 146 248265 47.43 ug/L 100
128) n-butylbenzene 17.386 92 223693 50.74 ug/L 98
129) 1,2-dibromo—3-chloropr... 18.351 75 26801 40.36 ug/L 95
130) 1,3,5-trichlorobenzene 18.503 180 260634 49.78 ug/L 99
131) 1,2,4-trichlorobenzene 19.169 180 236108 49.70 ug/L 99
132) hexachlorobutadiene 19.258 225 128869 48.45 ug/L 100
133) naphthalene 19.468 128 481353 47.84 ug/L 99
134) 1,2,3-trichlorobenzene 19.714 180 207753 48.37 ug/L 98
135) hexachloroethane 17.803 201 86647 44.07 ug/L 99
(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: [ri{oyk{v i :Ns]

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136458.D

Acg On : 29 Jan 20186 3:54 pm
Operator : ToanP

Sample s IEVE1L39-50

Misc ¢ MS97676,V2C6L39, We, riwl
ALS Vial : 14 Sample Multiplier: 1

Quant Time: Feb 01 15:53:37 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title =: SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Mon Feb 01 15:49:22 2016

Response via : Initial Calibration

\Abundance ’ TIC: 2C136458.D\data.ms
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Cal Report: i k{ENs

Quantitation Report

(QT Reviewed)

Data Path C:\msdchem\1\DATA\

Data File 2C136695.D

Acqg On 12 Feb 2016 12:18 pm
Operator ToanP

Sample cc6139-20

Misc : MsS98346,V2C6152,5,,,,1
ALS Vial : 3 Sample Multiplier: 1

Feb 12 17:02:15 2016
C:\msdchem\1\METHODS\M2C6139.m
SW846 8260C, Column ZB624 60mX0.25mmX1.4um
Fri Feb 12 08:55:34 2016
Initial Calibration

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

Compound R.T. QIon Response Conc Units Dev(Min) ;
__________________________________________________________________________ o
Internal Standards N

1) Tert Butyl Alcohol-d9 8.699 65 153627 500.00 ug/L 0./ 00
5) pentafluorobenzene 11.084 168 208912 50.00 ug/L 0.00
61) 1,4-difluorobenzene 11.996 114 245758 50.00 ug/L 0.00
92) chlorobenzene-d5 14.948 117 213938 50.00 ug/L 0.00
107) 1,4-dichlorobenzene-d4 17.103 152 126441 50.00 ug/L 0.00
System Monitoring Compounds
54) dibromofluoromethane (s) 11.163 113 90353 54.53 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 109.06%
55) 1,2-dichloroethane-d4 (s) 11.588 65 92959 54.63 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 109.26%
84) toluene-dB8 (s) 13.538 98 294547 52.16 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 104.32%
109) 4-bromofluorobenzene (s) 16.013 95 111895 53.75 ung/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 107.50%
Target Compounds Qvalue
2) tertiary butyl alcohol 8.814 59 37245 99,78 ng/L 99
4) 1,4-dioxane 12.699 88 13622 541.71 ug/L as
11) chlorodifluoromethane 4.593 51 66466 23.27 ug/L 98
12) dichlorodifluoromethane 4.562 85 50097 14.64 ug/L 98
15) chloromethane 4.997 50 73138 17.27 ng/L 95
16) wvinyl chloride 5i. 322 62 72309 19.54 ug/L 98
17) bromomethane 6.109 94 36656 16.09 ug/L 98
18) chloroethane 6.308 64 31144 20.60 ug/L 95
19) trichlorofluoromethane 6.874 101 65890 17.63 ug/L 99
21) ethyl ether 7.346 74 20185 20.36 ug/L 97
22) 2-CHLOROPROPANE 7.603 43 80114 21.88 ug/L 98
26) acrolein 7.708 56 99765 1B5.37 ug/L 96
27) 1,1-dichloroethene 7.854 6l 63881 22.16 ug/L 98
28) acetone 7.970 58 4042 20.28 ug/L # 82
29) allyl chloride 8.489 76 24050 20.99 ug/L # 87
30) acetonitrile 8.510 40 51921 220.92 ug/L # 47
31) iodomethane 8.206 142 83830 21.16 ug/L o0
32) iso-butyl alcohol 11.404 42 16531 208.84 ug/L 91
33) carbon disulfide 8.326 76 159025 22.88 ug/L 98
34) methylene chloride 8.725 84 46701 21.94 ug/L 97
35) 1-CHLOROPROPANE 87135 42 85667 20.81 ug/L 99
36) methyl acetate 8.478 74 6163 18.84 ug/L 92
37) methyl tert butyl ether 9.045 73 137031 21.10 aug/L 98
38) trans-1,2-dichloroethene 9.118 61 57804 21.55 ug/L 98
39) di-isopropyl ether 9.695 45 145067 21.07 ng/L 97
40) 2-butanone 10.539 72 4994 20.90 ug/L # 78
41) 1,1-dichloroethane 9.763 63 70107 21.50 ng/L 98
42) chloroprene 9.857 53 51381 21.67 ug/L 98
43) acrylonitrile 9.129 53 90530 105.40 ug/L 97
44) vinyl acetate 9.737 86 6328 20.16 ug/L 91
45) ethyl tert-butyl ether 10.203 59 139882 21.47 ug/L 98
46) ethyl acetate 10.528 45 5696 19.17 ug/L # 81
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Cal Report: ik LRy

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136695.D

Acg On x 12 Feb 2016 +12:18 pm
Operator : ToanP

Sample 2 ccel38—20

Misc 2 MSO8346, V2C61L52,5, »rv l
ALS Vial =3 Sample Multiplier: 1

Quant Time: Feb 12 17:02:15 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SWB46 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Compound R.T. QIon Response Conc’ Units Dev(Min)
47) 2,2-dichloropropane 10.555 id: 71538 22.16 ug/L 95
48) cis-1,2-dichloroethene 10.565 96 44180 20.14 ug/L 96
49) propionitrile 10.680 54 71451 205.83 ug/L 99
50) bromochloromethane 10.901 - 128 21625 20.94 ug/L 95
51) tetrahydrofuran 10.927 42 16873 21.24 ug/L 95
52) chloroform 10.953 83 64798 21.76 ug/L 96
53) t-butyl formate 10.974 59 41528 21.94 ug/L 99
56) freon 113 7.802 - 151 333631 21.54 ug/L 98
57) methacrylonitrile 19.853 67 16112 20.04 ug/L 94
58) 1,1,1-trichloroethane 11.194 97 61078 22.86 ug/L 95
59) Cyclohexane 11.247 84 60877 22.21 ug/L 96
63) epichlorohydrin 13.213 57 20590 96.72 ug/L 94
64) n-butyl alcohol 12.128 56 72107 871.01 ug/L 99
65) carbon tetrachloride 11.388 - 117 54533 21.41 ug/L 99
66) 1,l-dichloropropene 11. 362 75 44860 20.41 ug/L 96
67) hexane 9.406 57 32147 18.31 ug/L 98
69) iso-octane 11.588 57 134230 20.37 ug/L 98
70) benzene I'L. 635 78 139479 19.47 ug/L 99
71) tert-amyl methyl ether 11.645 87 28418 20.84 ug/L 95
72) heptane 11. 750 57 22457 19.75 ug/L 97
73) isopropyl acetate 11.546 43 91387 19.29 ug/L 99
74) 1,2-dichloroethane 11677 62 42915 19.79 ug/L 94
75) trichloroethene 12.316 95 34472 20.81 ug/L 95
76) 2-nitropropane 13.082 41 13744 19.35 ug/L # 39
77) 2-chloroethyl vinyl ether 13.066 63 105248 98.07 ug/L 99
78) methyl methacrylate 12.568 . 100 8998 20.06 ug/L 92
79) 1,2-dichloropropane 12.589 63 34979 20.49 ug/L 98
80) dibromomethane 12.751 93 22786 20.16 ug/L 99
81) methylcyclohexane 12 ..505 83 58973 21.05 ug/L o3
82) bromodichloromethane 12.862 83 46038 20.38 ug/L 98
83) cis-1,3-dichloropropene 13.281 75 54787 19.45 ug/L 96
85) 4-methyl-2-pentanone 13.360 58 15738 20.86 ug/L 95
86) toluene 13.606 92 76499 19.94 ug/L 100
87) 3-methyl-l-butanol 13 ..375 55 46794 381:17 ug/L 97
88) trans-1,3-dichloropropene 13.805 75 49243 19.30 ug/L 100
89) ethyl methacrylate 13.763 69 41439 19.76 ug/L 96
90) 1,1,2-trichloroethane 14.010 83 25240 20.06 ug/L 100
91) 2-hexanone 14.146 58 13543 18.97 ug/L # 82
93) tetrachloroethene 14.141 164 28989 19.84 ug/L 98
94) 1,3-dichloropropane 14.178 76 46349 19.86 ug/L 99
95) butyl acetate 14.188 56 23470 20.41 ug/L 39
96) 3,3-dimethyl-1-butanol 14.303 57 53757 201.83 ug/L 99
97) dibromochloromethane 14.429 129 36745 19.79 ug/L 98
98) 1,2-dibromoethane 14.571 1@7 32103 19.83 ug/L 93
99) BUTYL ETHER 14.838 57 151992 22.28 ug/L 98
100) chlorobenzene 14.980 112 86644 19.97 ug/L 97
101) 1,1,1,2-tetrachloroethane 15.032 131 38734 20.49 ug/L 93
102) ethylbenzene 15.011 91 149657 20.30 ug/L 99
103) m,p-xylene 15.106 106 116913 42.55 ug/L 98
104) o-xylene 15.494 106 62066 21.60 ug/L 100
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Cal Report: {oykENs

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136695.D

Acq On 2 12 Feb 2016 12:18 pm
Operator : ToanP

Sample s .cckil 39-2i0

Misc : -MS98346, V2C6152,5, 44,1
ALS Vial ¢ 3 Sample Multiplier: 1

Quant Time: Feb 12 17:02:15 2016
Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1l.4um

QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Compound R.T. QIon Response Conc Units Dev(Min)
105) styrene 15.509 104 100742 20.63 ug/L 98
106) bromoform LS.787 173 30260 20.35 ug/L 99
108) isopropylbenzene 15.803 105 172291 22.92 ug/L 100
111) bromobenzene 16.201 156 45163 18.71 ug/L 99
112) 1,1,2,2-tetrachloroethane 16.117 83 49333 21 17 ug/L el
113) tramns-1,4-dichloro-2-b... 16.149 88 6758 21.12 ug/L 93
114) 1,2,3-trichloropropane 16.191 - 110 11463 21.082 uag/L 89
115) n-propylbenzene 16.180 91 195851 22.78 uwg/L 99
116) 2-chlorotoluene 16.332 126 41009 20.69 ug/L 88
117) 4-chlorotoluene 16.422 91 116309 21.62 ug/L 99
118) 1,3,5-trimethylbenzene 16.3%1 105 148568 22,36 ag/L 100
119) tert-butylbenzene 16.637 134 27041 210. 12 ag/T 88
120) pentachloroethane 16.747 167 31661 22.29 ug/L 98
121) 1,2,4-trimethylbenzene 16.684 105 1538312 22.90 ug/L 99
122) sec-butylbenzene 16.841 105 202479 23..07 ug/L 98
123) 1,3-dichlorobenzene 17.046 146 97051 20.97 ug/L 96
124) p-isopropyltoluene 16.946 119 176838 22.91 ug/L 98
126) 1,4-dichlorobenzene 17.124 146 95191 200.95 ug/L 98
127) 1,2-dichlorobenzene 17.517 146 99844 20.94 ug/L 97
128) n-butylbenzene 17.344 92 93827 2336 wg/L 99
1298) 1,2-dibromo-3-chloropr... 18.304 75 12072 19.95 ‘ug/L 96
130) 1,3,5-trichlorobenzene 18.461 180 104823 21.97 ug/L 98
131) 1,2,4-trichlorobenzene 19.7122. 180 92642 21.40 ug/L 98
132) hexachlorobutadiene 19.216 " 225 49157 200.28 ag/L 95
133) naphthalene 19.421 128 200658 21.89 ug/L 98
134) 1,2,3-trichlorobenzene 19.667 180 84878 21.69 ug/L 99
135) hexachloroethane 17.759 201 31108 19.00 ug/L 97
(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: Jpiegk{{5LNs

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1l\DATA\
Data File : 2C136695.D

Acqg On : 12" Feb 2016 12:18 pm
Operator : ToanP

Sample : ceel39-20

Misc : MS98346,V2C6152,5; 401
ALS Vial : 3 Sample Multiplier: 1

Quant Time: Feb 12 17:02:15 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Abundance TIC: 2C136695.D\data.ms ;
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Cal Report: gr{egk{-yghfe

Quantitation Report

(QT Reviewed)

Data Path C:\msdchem\1\DATA\

Data File 2C136717.D

Acg On 12 Feb 2016 11:04 pm
Operator ToanP

Sample cc6139-50

Misc : MS98363,Vv2C6152,5,,,,1
ALS Vial : 25 Sample Multiplier: 1

Feb 15 09:27:07 2016
C:\msdchem\1\METHODS\M2C6139.m
SWB46 8260C, Column ZB624 60mX0.25mmX1.4um
Fri Feb 12 08:55:34 2016
Initial Calibration

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

Compound R.T. QIon Response Conc Units Dev(Min)
Internal Standards
1) Tert Butyl Alcohol-d9 8.704 65 146744 500.00 ug/L 0.00
5) pentafluorobenzene 11.084 168 218883 50.00 ug/L 0.00
61) 1,4-difluorobenzene 11.996 114 254263 50.00 ug/L 0.00
92) chlorobenzene-d5 14.948 117 222232 50.00 ug/L 0.00
107) 1,4-dichlorobenzene-d4 17.103 152 128259 50.00 ug/L 0.00

System Monitoring Compounds

54) dibromofluoromethane (s) 11.168 113 92173 53.10 ug/L 0.00

Spiked Amount 50.000 Range 76 - 120 Recovery = 106.20%
55) 1,2-dichloroethane-d4 (s) 11.593 65 95088 53.34 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 106.68%
84) toluene-d8 (s) 13.538 98 307738 52.67 ug/L 0.00
Spiked Amount 50.. 000 Range 84 - 119 Recovery = 105.34%
109) 4-bromofluorobenzene (s) L6 013 95 116701 55..28 ug/L 0.00
Spiked Amount 50... 000 Range 78 - 117 Recovery = 110.52%
Target Compounds Qvalue
2) tertiary butyl alcohol 8.830 59 89888 252.11 ug/L 98
4) 1,4-dioxane 12.694 88 30097 @ 1253.02 ug/L 98
11) chlorodifluoromethane 4.583 S 160809 53.74 ug/L 99
12) dichlorodifluoromethane 4.562 85 130435 36.39% ug/L 95
15) chloromethane 5.002 50 178725 40.29 ug/L 96
16) vinyl chloride 5.. 327 62 173592 44.78 ug/L 98
17) bromomethane 6.109 94 86515 36.24 ug/L 99
18) chloroethane 6.308 64 74198 46.84 ug/L 98
19) trichlorofluoromethane 6.869 101 164259 41.95 ug/L 99
21) ethyl ether T+351 74 52069 50.09 ug/L 92
22) 2-CHLOROPROPANE 7.603 43 202787 52.86 ug/L 99
26) acrolein 7.708 56 240483 426.48 ug/L 98
27) 1,1-dichloroethene 7.860 61 161513 53.47 ug/L 99
28) acetone 7.980 58 10907 52.23 ug/L # 64
29) allyl chloride 8.489 76 60846 50.69 ug/L 95
30) acetonitrile B.505 40 122202 496.26 ug/L # 1
31) iodomethane 8.206 142 213693 51.47 ug/L 99
32) iso-butyl alcohol 11.404 42 37604 453.41 ug/L 86
33) carbon disulfide 8.332 76 394781 54.21 ug/L 99
34) methylene chloride 8.725 84 118239 53.03 ug/L 97
35) 1-CHLOROPROPANE 8.741 42 196857 52.99 ug/L 99
36) methyl acetate 8.478 74 16419 47.89 ug/L 91
37) methyl tert butyl ether 9.050 73 354801 52.14 ug/L 99
38) trans-1,2-dichloroethene 9.118 61 145067 51.62 mg/L 99
39) di-isopropyl ether 9.695 45 366547 50.81 ug/L 97
40) 2-butanone 10.539 72 12583 50.25 ug/L # 93
41) 1,1-dichloroethane 9.763 63 183175 53.60 ug/L 98
42) chloroprene 9.863 5.3 126831 51.05 ug/L 97
43) acrylonitrile 9.128 53 221802 246.47 ug/L 97
44) vinyl acetate 9.737 86 16683 50.73 ug/L 97
45) ethyl tert-butyl ether 10.203 59 359444 52.67 ug/L 98
46) ethyl acetate 10.539 45 14730 47.32 ug/L 86
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Cal Report: [risykiyayfr)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136717.D

Acg On : 12 Peb 2016 11:04 pm
Operator : ToanP

Sample 3 cchl39-50

Misc : MS98363, M2C6152,5, 4 »pd
ALS Wial : 25 Sample Multiplier: 1

Quant Time: Feb 15 09:27:07 2016

Quant Method : C:\msdchem\1l\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Compound R.T. QIon Response Conc Units Dev (Min)

47) 2,2-dichloropropane 107,555 77 153566 45.40 ug/L 97

48) cis-1,2-dichloroethene 10..565 96 114480 49.81 ug/L 95

49) propionitrile 10.681 54 181741 499.69 ug/L a7

50) bromochloromethane 10..906 128 55992 51.76 ug/L 97

51) tetrahydrofuran 10.927 42 42023 50.48 ug/L 97

52) chloroform 10,953 83 167410 53.66 ug/L 97

53) t-butyl formate 10.974 59 102986 51.92 ug/L 99

S5i6) freom 113 T«813 ~151 81342 50.14 ug/L 98

57) methacrylonitrile 10.848 67 43455 51.57 ug/L 97

58) 1,1,1-trichloroethane 11.194 97 156538 55.92 ug/L 96

59) Cyclohexane 11.242 84 157500 54.85 ug/L 91

63) epichlorohydrin 13213 37 53301 242.01 ug/L 94

64) n-butyl alcohol 12133 56 182086 2125.93 ug/L 98

65) carbon tetrachloride 11.388 117 140021 53.14 ug/L 98

66) 1,l-dichloropropene 11.367 7.5 118896 52.29 ug/L 96

67) hexane 9.406 57 79889 43.97 ug/L 100

69) iso-octane 1¥.593 57 332246 48.74 ug/L 97

70) benzene 11.640 78 360225 48.59 ug/L o8

71) tert-amyl methyl ether 11.645 87 70481 49.96 ug/L 98

72) heptane 13 S50 57 54112 45.99 ug/L 97

73) isopropyl acetate 11,851 43 242693 49.52 ug/L 100

74) 1,2-dichloroethane 11.682 62 115267 51.32 ugfL 99

75) trichloroethene 124,322 95 91298 53.26 ug/L 98

76) 2-nitropropane 13,882 41 35292 48.03 ug/L # 60

77) 2-chloroethyl wvinyl ether 13.071 63 276280 248.82 ug/L 98

78) methyl methacrylate 12 .568 . 100 24232 52.23 ug/L # 92

79) 1,2-dichloropropane 12..589 63 91293 51.68 ug/L 99

80) dibromomethane 12:752 93 60354 51.61 ug/L 98

81) methylcyclohexane 12..505 83 148191 51.13 ug/L 94

82) bromodichloromethane 12.867 83 123098 52.67 ug/L 94

83) cis-1,3-dichloropropene 13.281 75 145028 49.75 ug/L 96

85) 4-methyl-2-pentanone 13..360 58 41219 52.82 ug/L 98

86) toluene 13.606 92 211286 53.23 wg/L 97

87) 3-methyl-l-butanol 13.381 55 114677 902.88 ug/L 97

88) trans-1,3-dichloropropene 13.805 75 133068 50.40 ug/L 98

89) ethyl methacrylate 13,763 69 1130103 52.09 ug/L 99

90) 1,1,2-trichloroethane 14.010 83 67455 51.82 ug/L 98

91) 2-hexanone 14.146 58 35079 47.50 ug/L 93

93) tetrachloroethene 14.141 164 77816 51.27 ug/L 98

94) 1,3-dichloropropane 14.178 76 124900 51.51 ugfL 94

95) butyl acetate 14.193 56 59902 50.16 ug/L 98

96) 3,3-dimethyl-1l-butanol 14.303 57 133773 483.51 ug/L 98

97) dibromochloromethane 14.429 129 100643 52.19 wg/L 95

98) 1,2-dibromoethane 14.576 107 87200 51.84 ug/L 99

99) BUTYL ETHER 14.838 57 388250 54.78 ug/L 100

100) chlorobenzene 14.980 - 112 233397 51.78 ug/L 99
101y 1,1,1,2-tetrachloroethane 15.032 131 191526 51.70 ug/L 95
102) ethylbenzene 15.011 91 387440 50.58 ug/L 99
103) m,p-xylene 15.106 - 106 300890 105.43 ug/L 98
104) o-xylene 15.499 106 162151 54.33 ug/L 98
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Cal Report: rieykiyayfs

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136717.D

Acg On : 12 Feb 2016 11:04 pm
Operator : ToanP

Sample : cc6l39-50

Misc : MS983163,V2C6152,5;,,,1
ALS Vial : 25 Sample Multiplier: 1

Quant Time: Feb 15 09:27:07 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Compound : R.T. QIon Response Conc Units Dev(Min)
105) styrene 15.509 104 261095 51.47 ug/L 929
106) bromoform 15.787 173 79976 51.77 awg/L 96
108) isopropylbenzene 15.803 105 442023 57.96 ug/L 99
111) bromobenzene 16.201 156 115433 47.15 ug/L 919
112) 1,1,2,2-tetrachloroethane 16.118 83 127603 53.98 ug/L 96
113) trans-1l,4-dichloro-2-b... 16.149 88 17140 52.79 ug/L 98
114) 1,2,3-trichloropropane 16.191 110 28150 50.88 ug/L 88
115) n-propylbenzene 16.180 91 491266 56.33 ug/L 100
116) 2-chlorotoluene 16.333 126 103805 51.63 ug/L 95
117) 4-chlorotoluene 16.427 91 297147 54.46 ug/L 97
118) 1,3,5-trimethylbenzene 16.312 105 375594 55.. 73 tgsL 98
119) tert-butylbenzene 16.642 134 72695 53.33 ug/L 91
120) pentachloroethane 16.747 167 83153 57.71 wg/L 98
121) 1,2,4-trimethylbenzene 16.684 105 381050 53.73ug/L 100
122) sec-butylbenzene 16.841 105 511652 57.46 ug/L 919
123) 1,3-dichlorobenzene 17.046 146 241389 51.42 ug/L 98
124) p-isopropyltoluene 16.946 119 435540 55.62 ug/L 98
126) 1,4-dichlorobenzene 17.124 146 240529 52.18 ug/L 96
127) 1,2-dichlorobenzene 17.517 146 252414 52.18 ug/L 98
128) n-butylbenzene 17.350 92 230751 56.63 ug/L 99
129) 1,2-dibromo-3-chloropr... 18.304 75 29664 48.34 ug/L 98
130) 1,3,5-trichlorobenzene 18.461 180 254916 52.67 ug/L 99
131) 1,2,4-trichlorobenzene 19.127 180 227274 51.76 ug/L 97
132) hexachlorobutadiene 1%8.216 ' 225 119242 48.50 ug/L 98
133) naphthalene 19.421 128 473632 50.93 ug/L 98
134) 1,2,3-trichlorobenzene 19.667 180 197947 49.86 ug/L 100
135) hexachloroethane 17,759 201 87853 48.08 ug/L 99
(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: i kygf»

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136717.D

Acg On : 12 Feb 2016 11:04 pm
Operator : ToanP

Sample s cc6d389-50

Misc s MS98363,V2C6152,5, ps¢ 1

ALS Vial : 25 Sample Multiplier: 1

Quant Time: Feb 15 09:27:07 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1l.4um
QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

IAbundance i TIC: 2C136717.D\data.ms
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Cal Report: iy RNy

Quantitation Report

(QT Reviewed)

Data Path C:\msdchem\1\DATA\

Data File 2C136726.D

Acg On 13 Feb 2016 9:53 am
Operator ToanP

Sample cci6l39=20

Misc : MS9B3I63,V2C6153,5, sl
ALS Vial = 2 Sample Multiplier: 1

Quant Time: Feb 15 09:45:29 2016

Quant Method C:\msdchem\1\METHODS\M2C6139.m

Quant Title SwW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update Fri Feb' 12 08i:55:34 2016

Response via Initial Calibration

Compound R.T. QIon' Response Conc Units Dev(Min) ;
__________________________________________________________________________ :‘
Internal Standards =

1) Tert Butyl Alcohol-d9 8.699 65 166882 500.00 ug/L 0.00
5) pentafluorobenzene 11.084 168 215001 50.00 ug/L 0.00
61) 1,4-difluorobenzene 11.997 114 252220 50.00 ug/L 0.00
92) chlorobenzene-d5 14.948 117 225897 50.00 ug/L 0.00
107) 1,4-dichlorobenzene-d4 17.098 152 134409 50.00 ug/L 0.00
System Monitoring Compounds
54) dibromofluoromethane (s) 11.163 113 91892 53.89 ug/L 0.00

Spiked Amount 50.000 Range 76 - 120 Recovery = 107.78%
55) 1,2-dichloroethane-d4 (s) 11.588 65 97513 55.68 ug/L 0.00

Spiked Amount 50.000 Range 73 - 122 Recovery = 111.36%
84) toluene-d8 (s) 13.538 98 309298 53.37 mg/L 0.00

Spiked Amount 50.000 Range 84 - 119 Recovery = 106.74%
109) 4-bromofluorobenzene (s) 16.013 95 119635 54.06 ug/L 0.00

Spiked Amount 50.000 Range 78 - 117 Recovery = 108.12%
Target Compounds Qvalue
2) tertiary butyl alcohol 8.825 58 38416 94.74 ug/L 96
4) 1,4-dioxane 12.699 88 13284 486.31 ug/L 98
11) chlorodifluoromethane 4.593 51 62217 21.17 ug/L 99
12) dichlorodifluoromethane 4.562 85 57421 16.31 ug/L 96
15) chloromethane 9. D02 50 89231 20.48 ug/L 94
16) vinyl chloride 5. 322 62 81279 21.35 ng/L 99
17) bromomethane 6.114 94 41467 17.68 ug/L 98
18) chloroethane 6.313 64 33419 21.48 ug/L 96
19) trichlorofluoromethane 6.869 101 67525 17.56 ug/L 98
21) ethyl ether 7.346 74 21680 21.23 g/l 96
22) 2-CHLOROPROPANE 7.598 43 84543 22.43 ug/L 98
26) acrolein 7. 708 56 101937 184.04 ug/L 98
27) 1,1-dichloroethene 7.860 61 67945 22.90 ug/L 98
28) acetone T 975 58 4461 21.75 ug/L # 63
29) allyl chloride 8.489 76 26210 22.23 ug/L # 88
30) acetonitrile 8.515 40 52783 218.22 ug/L # 50
31) iodomethane B.211 .142 88735 21.76 ug/L 98
32) iso-butyl alcohol 11.404 42 17203 211.17 ug/L 91
33) carbon disulfide 8.332 76 165670 23.16 ug/L 96
34) methylene chloride 8.720 84 50054 22.85 ug/L 95
35) 1-CHLOROPROPANE 8.741 42 91426 21.81 ug/L 98
36) methyl acetate 8.478 74 6477 19.23 'ug/L 90
37) methyl tert butyl ether 9. 050 73 148166 22.17 ug/L 98
38) trans-1,2-dichloroethene Ol 118 61 60818 22.03 ug/L 100
39) di-isopropyl ether 9.695 45 141455 19.96 ug/L 97
40) 2-butanone 10.544 12 5275 21.45 ug/L # 59
41) 1,1-dichloroethane 9.763 63 75668 22.54 ug/L 98
42) chloroprene 9.863 53 49230 20.17 ug/L 97
43) acrylonitrile 9. 129 53 100244 113.40 ug/L 94
44) vinyl acetate 9.742 86 6095 18.87 ug/L 96
45) ethyl tert-butyl ether 10.198 59 136496 20.36 ug/L 99
46) ethyl acetate 10.534 45 5839 19.10 ug/L 63
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Cal Report: [gpiegkclyg{-Ns]

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136726.D

Acg On : 13 Feb 2016 9253 am
Operator = ToanP

Sample s eckl39-20

Misc s MS98363,V2C6L53,5, ., p vl
ALS Vial « = 2 Sample Multiplier: 1

Quant Time: Feb 15 09:45:29 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um
QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Compound R.T. QIon Résponse Conc Units Dev(Min)
47) 2,2-dichloropropane 10 555 w7 74861 22.53 wg/L 97
48) cis-1,2-dichloroethene 10.565 96 47093 20.86 ug/L 95
49) propionitrile 10.681 54 80918 226.50 ug/L 97
50) bromochloromethane 10.901 - 128 23019 21.66 ug/L 97
51) tetrahydrofuran 10.927 42 18313 22.40 ug/L 94
52) 'chloroform 10.953 83 70297 22.94 ug/L 99
53) t-butyl formate 10.969 59 39916 20.49 ug/L 97
56) freom 113 7.813 - 151 31051 19.48 ug/L 9i5
57) methacrylonitrile 10.854 67 18527 22.39 wg/L 92
58) 1,1,1-trichloroethane 11.189 97 63562 23,12 ug/L 96
59) Cyclohexane 11.247 84 63948 22.67 ug/L 97
63) epichlorohydrin 13.208 S 22139 101.34 ug/L 92
64) n-butyl alcohol 12,133 56 78859 928.17 ug/L 97
65) carbon tetrachloride 11.388 3117 56306 21.54 ug/L 96
66) 1,l-dichloropropene 11.362 75 47966 21.26 ug/L 99
67) hexane 9.412 57 31061 17.24 ug/L 98
69) iso-octane 11.588 37 128880 19.06 ug/L 96
70) benzene 11.635 78 149733 20.36 ug/L 98
71) tert-amyl methyl ether 11.640 87 26956 19.26 ug/L 96
72) heptane 11.750 57 21999 18.85 ug/L 97
73) isopropyl acetate 11.546 43 93147 19.16 ug/L 96
74) 1,2-dichloroethane 11.677 62 47953 21.54 ug/L 92
75) trichloroethene 12.322 95 37540 22.08 ug/L 98
76) 2-nitropropane 13.082 41 15180 20.82 ug/L # 44
77) 2-chloroethyl vinyl ether 13.071 63 108363 98.38 ug/L 96
78) methyl methacrylate 12.563 100 9602 20.86 ug/L # 86
79) 1,2-dichloropropane 12,589 63 38093 21.74 ug/L 99
80) dibromomethane 12.752 93 24586 21.19 ug/L 98
81) methylcyclohexane 12 .505 83 55702 19.37 ug/L 99
82) bromodichloromethane 12.867 83 50289 21.69 ug/L 99
83) cis-1,3-dichloropropene 13.281 75 61810 21.38 ug/L 98
85) 4-methyl-2-pentanone 13.360 58 17314 22.37 ug/L 96
86) toluene 13.606 92 86750 22.03 ug/L 100
87) 3-methyl-l-butanol 13.381 35 48916 388.25 ug/L 99
88) trans-1,3-dichloropropene 13.805 75 56314 21.50 ug/L 97
89) ethyl methacrylate 13.763 69 45939 21.35 ug/L 99
90) 1,1,2-trichloroethane 14.010 83 28038 21.71 wg/L 98
91) 2-hexanone 14.146 58 16843 22.99 ug/L 94
93) tetrachloroethene 14.141 164 32672 21.18 ug/L 99
94) 1,3-dichloropropane 14.178 76 52412 21.27 ug/L 99
95) butyl acetate 14.193 56 24650 20.31 ug/L 9i5,
96) 3,3-dimethyl-l-butanol 14.304 57 55715 198.11 ug/L 99
97) dibromochloromethane 14.429 129 40284 20.55 ug/L 98
98) 1,2-dibromoethane 14.576 107 36030 21.07 ug/L 100
99) BUTYL ETHER 14.838 57 166578 23.12 wg/L 99
100) chlorobenzene 14.980 112 97683 21.32 uwg/L 98
101) 1,1,1,2-tetrachloroethane 15.032 131 41577 20.83 ug/L 93
102) ethylbenzene 15.011 91 166449 21.38 ug/L 99
103) m,p-xylene 15.106 106 128638 44.34 ug/L 99
104) o-xylene 15.494 106 68268 22.50 ug/L 98
M2C6139.m Mon Feb 15 09:45:41 2016 RPT1 Page: 2
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Cal Report: gpisgkiypiNs}

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136726.D

Acg On : 13 Feb 2016 9:53 am
Operator : ToanP

Sample : wecehl39-20

Misc ¢ ‘MS98363,V2C6153,5,,,,1
ALS Vial : 2 Sample Multiplier: 1

Quant Time: Feb 15 09:45:29 2016
Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mX0.25mmX1.4um

QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Compound R.T. QIon Response Conc Units Dev(Min)
105) styrene 15.509 104 111757 21.67 ug/L 98
106) bromoform 15.787 173 33328 21.22 ugfL 96
108) isopropylbenzene 15.803 105 186756 23.37 ag/L 99
111) bromobenzene 16,201 156 50369 19.63 ug/L 97
112) 1,1,2,2-tetrachloroethane 16.118 83 54744 22.10 ug/L 97
113) trans-1,4-dichloro-2-b... 16.149 88 7803 22.94 ug/L 94
114) 1,2,3-trichloropropane 16.191 110 12640 21.80 ug/L 89
115) n-propylbenzene 16.181 91 213835 23.40 ug/L 99
116) 2-chlorotoluene 16.333 126 44995 21.36 ug/L 89
117) 4-chlorotoluene 16.422 91 130988 22.91 ug/L 99
118) 1,3,5-trimethylbenzene 16.312 105 158696 22.47 ug/L 98
119) tert-butylbenzene 16.642 134 29125 20.39 ug/L 92
120) pentachloroethane 16.742 167 33560 22,22 wg/L 96
121) 1,2,4-trimethylbenzene 16.684 105 165846 22 .32 ug/L 99
122) sec-butylbenzene 16.841 105 215801 23.13 ug/L 100
123) 1,3-dichlorobenzene 17.046 146 103856 21.11 ug/L 98
124) p-isopropyltoluene 16.946 119 188035 22.91 ugfL 98
126) 1,4-dichlorobenzene 17.124 146 103436 21.41 ug/L 95
127) 1,2-dichlorobenzene 17.5L7 @146 109099 21 .52 ug/L 100
128) n-butylbenzene 17.344 92 100701 23.58 ug/L 96
129) 1,2-dibromo—-3-chloropr... 18.304 s 12854 19.99 ug/L 98
130) 1,3,5-trichlorobenzene 18.456 180 107890 21.27 -ug/L 98
131) 1,2,4-trichlorobenzene 18.122 180 92532 20.11 wg/L 96
132) hexachlorobutadiene 19.216 225 50465 19.59 ug/L 96
133) naphthalene 19.421 128 193148 19.82 ug/L 99
134) 1,2,3-trichlorobenzene 19.662 180 80136 19.26 ug/L 98
135) hexachloroethane I7.759 201 34113 19.52 ug/L 98
(#) = qualifier out of range (m) = manual integration (+) = signals summed
M2C6139.m Mon Feb 15 09:45:41 2016 RPT1 Page: 3
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Cal Report:

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\
Data File : 2C136726.D

Acg On : 13 Feb 2016 9:53 am
Operator : ToanP

Sample T cciel38-20

Misc s MSOB8363,V2CHLSE3,; 5, sl
ALS Vial =2 2 Sample Multiplier: 1

Quant Time: Feb 15 09:45:29 2016

Quant Method : C:\msdchem\1\METHODS\M2C6139.m

Quant Title : SW846 8260C, Column ZB624 60mXO0.25mmX1.4um
QLast Update : Fri Feb 12 08:55:34 2016

Response via : Initial Calibration

Abundance TIC: 2C136726.D\data.ms
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ey
EAACCUTEST VOLATILE ANALYSIS LOG Bateh ID: V2ccl31

Print Analyst e Michae | Lee
Date: i /196

Standard Data - __Standard Data Analyst Signature: _%afpo /Lo

Lot# Description Conc. Lot # Description Conc.
R [P po g | [wpmse: <ToA woge | Columns: ZB 624 (60m X0uS5n x £
I yoir-zast-70. ™ gt & lipe pors vw""lT-Eﬁ S0P LI i :
sansr- W10 fxp e Looyn KRB0 10 C 100 Method__ \/R240C
w’-xnﬁ'j Ext Acrole s0” o is-2ate-12 |11 Amg‘,. <1y 008
I lyngasfr-yo Cxb Hovone o gaen lvor-225r-%) TS/ s '*‘i:m. Initial Cal. Method M2< (137
lsw(;;nE‘IQli :;Tgnbd chromatographic peaks in the following reportable files have been reviewed and verified to comply with the criteria of Accutest
044, ; ' N
I Supervisor Signature: Z——— _ Date:_ 1[2ffrtE 200 f/v(’/w o . &>
” . -
R| Data File Sample ID Test  [M[Vial Samp. |MOH]|Secondary |L|I|S[Status Comments pH*
e ; - T| # # Amt amt. | dilotion |[+|S|U|(Data) <2
I X (aorg) | ) ~
Zoeus | @B st ¢ oA| 7-3¢fm
Zun o ( - "P" Sﬁ»,!-,unwa ¢
l yrcube | -Te€139-5 5 | i
:.,Ls\'bh,b,g«nu«/ 3
13¢447 | Tedl39-2 9 4 sils
. 1l TOAD L mevaln
l 13y | Teer31-l < e e
g B v g p LWL TIORBC, Acrslin [geont.
|zeuqy| Teel3*0 4
' )= \)J. Sﬁiﬂfqm% /g0 nle
b Mpcase | LYo 3 A
1. ¢ Jogh- TTOA,0,C, acr0lere /464l
l s e e nel | Teel3-10 K
7 R 2641 STOR B2, .u.(c.'./l L
13se | Tcest-20 5 6 £
» 1S0.L STOA ,Coaemking, oy
l 13‘)19 SCCG[?’—" ; OK "L " dotas
! wapl STD A,B,C acelui] L aOm L
1384 | TCe3ivioo £ .
l 200, sTDABC, qt.r.(d-/'“hl_
g | Feeds-zee £ o
l pwst| T8
st | X8
l ol |$5pl 6 A Bt acnder,
- y3eUsE] TVC31-56 : 5 | oAty .
; ] o YT
. 348t I8 ;
" — )"_ /’, B /w sy
y ‘ il

Sample Amt = Volume (ML) or Weight (g); MOH amt.= volume (ul) extract injected * IF pH>2, comment on sample result.
All strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2 = transcription error; 3 =computer
miscalculation;. 4= analyst’s correction error

. MTX = Matrix Designate W for water, S for soil, O for oil. L+ =Library Search. IS=Internal Standard Area. SU = Surrogate,
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- UTEST. a
l .ACC VOLATILE ANALYSIS LOG BatchID:__ ). 4152
~ Print Analyst Name:__Thc ?bg un
Date:_) //v)l6 .
I Standard Data Standard Data Analyst Signatare: _ h , _
' | Lot# Description Conc. Lot # Description Conc. i
v -3 ay A Lot | M- WY - Ay-qo Bears (00 pim|  Columns:_ 6 v (K0 m xoafmmyl. g An
I Wi~ - 3\KJ -Q\,;r B[Oy V™~ WA - Yo-LS” B 2 [LLO pywr
| Wy Iy - 1 & Jod ppe | DT W - fowf e JWO i) Method EWec
W= = Sy AW Lood fpwl | Wy W — YD) A OUD) VY :
I Mo P paxr  gep blesll (F W -3 - M Ty 1o 0Oy Inmitial Cal. Method yiyvc 63 20
X Mm;ngy‘; ‘i;“tegnbd chromatognphu: peaks in the following reportable files have been reviewed and verified to comply with the criteria of Accutest
sor : -
I Supervisor Signature: S Date:_2/1£/221{
|l [R]| Data File Sample ID Test [M|Vial [ALS [ Samp. [MOH[Secondary |L[I[S[Status Comments pH*
: T| # # [Ant amt. | dilution |+|S|U|(Data) <2
I X
; 2136663 hew oK | 1= 1 o
, ' 1o Areq
I. Rbgay |90 < K\ 4,»,,,3%
- < 4
PBesay | Ceota- ) . }
I \’16(,% | TY Ly &éﬂf
| Phear | wig ) NIV
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AT P ) M 94 W Lief O g
| YT v it iy
- ISP SRRt S QALY |G P S/ 1
‘ Heo | [Lfyuor-¥ . T i A 9l |UTTRC- A
N (e [ € a0 usey Ineerioe M bt Mot ol
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i 2 v E by ! & 1
L L8 | miyofd- B 1 s ° x| Mgk
3 L7l e ' v (15 0y %
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3 s Bl Sy '
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! AT [T 90 - Y 57 |7 1: . kI Mlae INar a8 ne
L N u W
. o At Uome_
AW | T e~ Tl Y T | M
.!, Y| P8 WAy

Form: OR001-9
Rev. Date: 2/14/2007

Instrument Run Log V2C6152 page 1 of 2

B

MTX = Matrix Designate W for water, S for soil, O for oil. L+ =Library Search. IS=Internal Standard Area. SU = Surrogate.
Sample Amt = Volume (ML) or Weight (g); MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample result.

_ Al strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2= transcription error; 3 = computer
miscalculation; 4 =analyst’s correction error
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i
> 4
. EACCUTEST. VOLATILE ANALYSISLOG ~ BatchID:_ V2L GiSH
Print Analyst Name:_ oo Qe
Date: 2/12/(4 :
I Standard Data Standard Data Analyst Signatare: 1, -
Lot # Description Conc. Lot # Desgription Cone. N4
I - "u’\n‘ , Columns: 2% 1, U0y o Afmony|-2pre )
ol Method____ Vit
B '
l - Initial Cal. Method__ w103 4,
. Manually. integrated chromatographic/pukl in the following reportable files have been reviewed and verified to comply with the criteria of Accutest
SOP EQA044. .
l ' Supervisor Signature: >5——  Date:_>/t/o/k
R| Data File Sample ID Test IM]Vial JALS | Samp. |MOH]|Secondary |L|1|S]Status Comments pH*
: - T|# | # Amt {amt | dilution |+|S|U|(Data) <2
X ((org) | (uD)
I Axres ,
ocnedsa | Tyaen-ad ¢ BT { | M |Fcae 4
)
= . s
I MO [Tlavon =& E, L i ) Wl | v “
‘ v |4 L ' a
e [aven — 8 é, £ [ lee <
I; [N Ll e - | v 2 5 W | (W9 < el
2 wild » r )
: o oA
(heX5 | ason Py = 5 v ML s s1A v
EN .~ H- e i ¢ v
L AR SLidon - % s yL | <
oL I R 'S /1
l NI o - S s VWIGA | (o S pen
1 e¥el nrse | [o-1S n
LA (Dl
l MeNX §|’7‘1’~(‘U S VWi 1 A.8,¢cing
j Mg DY NP4 3
(’
) b4 ity > M| et
i P AYh¢63 6 c %
I R e A P \ X IWak Ve
i ) v ] -
AU amor—4 o T \ X i i oA v s
i ‘ :
o
IRy T oy 1O 11 L g I3 Wil | v 4
¥ v K =
! T Oy iR : e | Mlea |« 163 il
! 150 2t
y  MTX =Matrix Designate W for water, S for soil, O for oil. L+ =Library Search. IS = Internal Standard Area. SU = Surrogate.
!i Sample Amt = Volume (ML) or Weight (g); MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample result.

i [

Form: OR001-9
Rev. Date: 2/14/2007

Instrument Run Log V2C6152 page 2 of 2

All strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error;
miscalculation; 4= analyst’s correction error

2 = transcription error; 3 =computer
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I VOLATILE ANALYSIS LOG BatchID:__ vic. 6({52
Print Analyst Name: T)on _ Phawn
Date:_2/ %/ [b
I Standard Data Standard Data Analyst Signature: |1¢_—
Lot# | Description | Conc. Lot # Description Conc. }
_ LA oA 1o oy A [wopwm A0 w28 o S EXf A |10d PP Columns: U5 ¢ ny (Lolh\cu-u’mm‘ﬁ“tkﬂ)
I WOV 2l — 143 B {100 pywn WW. WP - 3oy, BB WS pywm
AN - WY -1 -3 ¢ WG Py Wy Al — ke, b o CJlud i Method SNVLOC.
VO - VT = T AV OO pywe | | e wfr— -0 Oty iyoo g
I yorco R -1 T W g [UEaT u o pager v iy Initial Cal. Method__wc ¢ (%4
. Manually. integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply with the criteria of Accutest ~
SOPEQA044, : N
l Supervisor Signature: i Date:_2//& /2v:{ o
R| Data File Sample ID Test |MVial [ALS | Samp. |MOH]|Secondary |L|1]S]Status Comments pH* .
; T| # | # t |amt | dilution |+(S|U|@ats) <2 ~
X org) | (ul)
I 0611 1140 I W A g
_ 19 Aef {Dransz
i etre |-C 8%a- o g M L Arh b
N Y M @é_,'p
I 1%NA4 WL { M o
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' beng | o W9 | B a8 cqny
- ey - M ‘ M/ £“"P
avit g e '
| LY 2 e AN S ngn ) » | M aA "
N SRR SR 2 1 W R 9 . IL(' d
1 bima s iCe 3 | oy ;’ 7/ /o b | W o}(ilwtnc 0L V4
& & v P 17 A
l 13ead, [Uvlr - 2 — " /” b | DM K 5x oXTN Lk
Y62 |6 \J
t L (o
I M el von-o | <o ; = = | M1 | wea v
. X K44
T Y N e frgouc-d M’munz 3 3 = UM o v
» , =
; = y v’ { [
I' gl 1 5 RAavMeus—3 AT i ulo 10 e \'L/ A e \v4
e ‘ ' Y = . : ERE Nﬁf Saamp\ cAn™ e
: Iz Iy ? farapey -2 | enr (Y 3 g | < W K1y ) v
1% Ay 'r 1 R iy % 1 v i Wempe kB
I R 17«-('\4m‘-}Lm R ¥ e g:f‘ Mok \-Aibess e Yk,
3 O B o] gyl Sfex
I; D15 21 DA V720 Nl ¥ MI% / \/
Ihe Yyo T8 Ca‘”f
| 100 ERINE ol o I - Lol Astead
!j U s vaies 2 it [T ! ) V< # '*vu}ﬂ(‘i{k'”c“m“*(\.)‘ “Yo \/
. MTX =Matrix Designate W for water, S for soil, O for oil. L+ =Library Search. IS=Internal Standard Area. SU = Surrogate.
!{ Sample Amt = Volume (ML) or Weight (g); MOH amt.= volume (ul) extract injected * IF pH >2, comment on sample resuit.
All strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2 = transcription error; 3 =computer
miscalculation; 4= analyst’s correction error )
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EACCUTEST. VOLATILE ANALYSISLOG ~ BatehID:___\)L (1)
. . - 7

Print Analyst Name:_ o Phagun

Date:__ 1] 1%/ [

l ' Standard Data : Standard Data Analyst Signature: |, ,
Lot # Description | Conc. Lot# | Description Cone. | A
\/{-’\g F: Columns:__ U6y ( 60m %O Wimm ¢ -,
I i Method Kvbee
Y
l / Initial Cal. Method__ M7 (b

. Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply with the criteria of Accutest

SOP EQA044. ' ~
' Supervisor Signature: B — 25 ot :
|~ R| Data File Sample ID Test Tvn\rul ALS | Samp. |MOH|Secondary [L|I|S|Status Comments pH*
P ) Kt 2 T| # # t amt. | dilution |+|S|U| (Data) <2
3 = ey
Ay |4 N
I X Ful [l - 251 et EJ' 5 K v 1% ke Gy v4
) g8435 | ~ N
I \Ae Uy (i~ 1 | Tips ‘ > L M L Ix  waabvivgp [V
, d -
e T o= 3 | ; f = | [ MM matavun |V
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& . MTX=Matrix Designate W for water, S for seil, O for oil. L+=Library Search. ‘IS = Internal Standard Area. SU = Surrogate.
li Sample Amt = Volume (ML) or Weight (2); MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample result.
| Al strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2 = transcription error; 3= computer
miscalculation; 4 =analyst’s correction error - : ‘
i, 285
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EACCUTEST. VOLATILE ANALYSISLOG ~ Bateh ID;__v1C 4/,
Print An: tl;Iame: e Phaiin
Date:_ 215 /(b & ¢
Standard Data Standard Data Analyst Signature: be -
Lot# | Description | Conc. | | Lot# | Description | Cone. (v
A Columns:_ 276 114 (L0 Mo . Ymm ¢ RUFIRN
o i
% LS Method XVEoc
A 4 Initial Cal. Method___Wi1.¢_ (i34 - -
Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply with the criteria of Accutest ~
SOPEQA044. k N
Supervisor Signature: /%”‘—“ Date: 2/t /2914 o
R| Data File Sample ID Test |[M|Vial |ALS | Samp. |[MOH|Secondary [L|I[S]Status Comments pH*
: . - T|# |# Amt |amt.| dilution |+|S|U|(Dats) <2 ~
= xm} Z (mlbrg) | (u) o~
{ - ~ o Y X
Wt Qa3 | wwsdf] v > = M D‘L-A:ie—)ea A v
X . et 7 My ( 111 ng
he Yoo |flagut ~ ¥ | MM RE ¢ oip 9. ibag V.
%6301 T8
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e L]
i d
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MTX = Matrix Designate W for water, S for soil, O for oil. L+ =Library Search, IS=Internal Standard Area. SU = Surrogate.
Sample Amt = Volume (ML) or Weight (g); MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample result.

All strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2 = transcription error; 3 =computer

miscalcplation; 4 = analyst’s correction error
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ACCUTEST : | Reissue #1

New Jersey i 02/26/16

SGS ACCUTEST IS PART OF SGS, THE WORLD'S LEADING INSPECTION, —S_Gs_ e-Hardcopy 2.0

VERIFICATION, TESTING AND CERTIFICATION COMPANY. Automated Report

Technical Report for

United Technologies Corporation

ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
60480278

SGS Accutest Job Number: JC14083

Sampling Dates: 02/08/16 - 02/10/16

Report to:

AECOM, INC.

4320 Winfield Road
Warrenville, IL 60555
peter.hollatz@aecom.com

ATTN: Peter Hollatz

Total number of pages in report: 326

.7,,,74.&4,

Test results contained within this data package meet the requirements Nancy Cole \
of the National Environmental Laboratory Accreditation Program Laboratory Director
and/or state specific certification programs as applicable.

Client Service contact: Kelly Patterson 732-329-0200

Certifications: NJ(12129), NY(10983), CA, CT, DE, FL, IL, IN, KS, KY, LA, MA, MD, MI, MT, NC,
OH VAP (CL0056), AK (UST-103), AZ (AZ0786), PA, RI, SC, TN, TX, VA, WV, DoD ELAP (L-A-B L2248)

This report shall not be reproduced, except in its entirety, without the written approval of SGS Accutest.
Test results relate only to samples analyzed.

New Jersey * 2235 Route 130 * Dayton, NJ 08810 < tel: 732-329-0200 « fax: 732-329-3499 < http://www.accutest.com
1 of 326
SGS Accutest is the sole authority for authorizing edits or modifications to this document. ACCUTEST

Unauthorized modification of this report is strictly prohibited. - '1C14083



ACCUTEST

February 26, 2016

Mr. Peter Hollatz
AECOM, INC.

4320 Wainfield Road
Warrenville, IL 60555 -

RE: Accutest Jobs # JC14083 — Reissues

Dear Mr. Hollatz,

The final report for Accutest job numbers JC14083 has been edited to reflect corrections to the data
package. These edits have been incorporated into the revised report attached.

The sample’s ID of JC14083-6 has been revised to match chain of custody. The attached revised report
incorporates these revisions.

Please accept our apologies for any inconvenience the above issue may have caused you. Please contact me
at (732) 355-4550 if I can be of further assistance in this matter.

Sincerely,

WP

Kelly Ramos
Project Manager

SGS Accutest

SGS ACCUTEST IS PART OF SGS, THE WORLD’S LEADING INSPECTION, VERIFICATION,
TESTING AND CERTIFICATION COMPANY.

SGS Accutest | Mid-Atlantic 2235 US Highway 130  Dayton, NJ 08810, USA  t+1 (0)732 329 0200 www.sgs.com

1
Member of the SGS Group (SGS SA)
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SGS Accutest

Sample Summary

United Technologies Corporation

Job No: JC14083
ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
Project No: 60480278
Sample Collected Matrix " Client
Number Date Time By  Received Code Type Sample ID
JC14083-1 02/08/16 09:20 NP 02/11/16 AQ Field Blank Water HSSER-FBLKO01-020816
JC14083-2  02/08/16 10:45 NP 02/11/16 AQ Ground Water HSSER-SMW08-020816
JC14083-3  02/08/16 12:15NP 02/11/16 AQ Ground Water HSSER-GMZ01-020816
JC14083-4  02/08/16 13:50 NP 02/11/16 AQ Ground Water HSSER-SMW01-020816
JC14083-5 02/08/16 15:05 NP 02/11/16 AQ Ground Water HSSER-SMW02-020816
JC14083-6  02/08/16 16:50 NP 02/11/16 AQ Ground Water HSSER-MW203-020816
JC14083-7  02/09/16 09:20 NP 02/11/16 AQ Ground Water HSSER-MWO07FGA-020916
JC14083-8  02/09/16 11:35 NP 02/11/16 AQ Ground Water HSSER-SMW19-020916
JC14083-9  02/09/16 13:25 NP 02/11/16 AQ Ground Water HSSER-PMW01-020916
JC14083-10 02/09/16 13:45NP  02/11/16 AQ Equipment Blank HSSER-EBLKO01-020916
JC14083-11 02/09/16 14:40 NP 02/11/16 AQ Ground Water HSSER-PMW02-020916
JC14083-12 02/09/16 15:45 NP 02/11/16 AQ Ground Water HSSER-GMZ02-020916
JC14083-12D 02/09/16 15:45 NP 02/11/16 AQ Water Dup/MSD HSSER-GMZ02-020916
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SGS Accutest

Sample Summary
(continued)
United Technologies Corporation
Job No: JC14083
ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
Project No: 60480278

Sample Collected Matrix Client
Number Date Time By  Received Code Type Sample ID

JC14083-128 02/09/16 15:45NP  02/11/16 AQ Water Matrix Spike = HSSER-GMZ02-020916

JC14083-13 02/09/16 16:15AH  02/11/16 AQ Ground Water HSSER-GMZ04-020916
JC14083-14 02/10/16 09:45NP  02/11/16 AQ Ground Water HSSER-SMW20-021016
JC14083-15 02/10/16 09:55 AH  02/11/16 AQ Ground Water HSSER-SMW21-021016
JC14083-16 02/10/16 11:00 NP  02/11/16 AQ Ground Water HSSER-GMZ03-021016
JC14083-17 02/10/16 11:05AH  02/11/16 AQ Ground Water HSSER-SMW04-021016
JC14083-18 02/10/16 00:00 NP  02/11/16 AQ Ground Water HSSER-DUP01-021016

JC14083-19 02/10/16 11:05NP  02/11/16 AQ Trip Blank Water HSSER-TRIP01-020816
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CASE NARRATIVE / CONFORMANCE SUMMARY

Client:  United Technologies Corporation Job No JC14083

Site: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL Report Date  2/23/2016 10:40:26 A

On 02/11/2016, 17 Sample(s), 1 Trip Blank(s) and 1 Field Blank(s) were received at Accutest Laboratories at a maximum corrected
temperature of 2.4 C. Samples were intact and chemically preserved, unless noted below. An Accutest Job Number of JC14083 was
assigned to the project. Laboratory sample ID, client sample ID and dates of sample collection are detailed in the report’s Results
Summary Section.

Specified quality control criteria were achieved for this job except as noted below. For more information, please refer to the
analytical results and QC summary pages. =

Volatiles by GCMS By Method SW846 8260C
| Matrix: AQ Batch ID: V247042 |

= All samples were analyzed within the recommended method holding time.

= All method blanks for this batch meet method specific criteria.

= Sample(s) JC14083-2MS, JC14083-3DUP were used as the QC samples indicated.
Matrix: AQ Batch ID: V2A7043

= All samples were analyzed within the recommended method holding time.

= All method blanks for this batch meet method specific criteria.

= Sample(s) JC14083-8MS, JC14167-1DUP were used as the QC samples indicated.
Matrix: AQ Batch ID: V3D5014

= All samples were analyzed within the recommended method holding time.
= All method blanks for this batch meet method specific criteria.
= Sample(s) JC14083-12MS, JC14083-12MSD were used as the QC samples indicated.

= Matrix Spike Recovery(s) for 1,1-Dichloroethane, 1,1-Dichloroethene are outside control limits. Outside control limits due to
matrix interference.

= Matrix Spike Duplicate Recovery(s) for 1,1-Dichloroethene are outside control limits. Outside control limits due to matrix
interference.

Accutest certifies that data reported for samples received, listed on the associated custody chain or analytical task order, were
produced to specifications meeting Accutest’s Quality System precision, accuracy and completeness objectives except as noted.

Estimated non-standard method measurement uncertainty data is available on request, based on quality control bias and implicit for
standard methods. Acceptable uncertainty requires tested parameter quality control data to meet method criteria.

Accutest Laboratories is not responsible for data quality assumptions if partial reports are used and recommends that this report be
used in its entirety. Data release is authorized by Accutest Laboratories indicated via signature on the report cover

Tuesday, February 23, 2016 Page 1 of 1
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Summary of Hits

Job Number:
Account:
Project:
Collected:

JC14083
United Technologies Corporation

ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

02/08/16 thru 02/10/16

Page 1 of 3

Lab Sample ID Client Sample ID Result/

Analyte Qual RL MDL Units Method
JC14083-1 HSSER-FBLK01-020816

No hits reported in this sample. E
JC14083-2 HSSER-SMW08-020816

1,1-Dichloroethane 0.0101 0.0010 0.00017 mg/l SW846 8260C
1,1-Dichloroethene 0.00052 J 0.0010 0.00051 mg/l SW846 8260C
cis-1,2-Dichloroethene 0.0713 0.0010 0.00027 mg/l SW846 8260C
trans-1,2-Dichloroethene 0.00071 J 0.0010 0.00065 mg/l SW846 8260C
Tetrachloroethene 0.0521 0.0010 0.00040 mg/l SW846 8260C
1,1,1-Trichloroethane 0.0174 0.0010 0.00025 mg/l SW846 8260C
Trichloroethene 0.0059 0.0010 0.00022 mg/l SW846 8260C
JC14083-3 HSSER-GMZ01-020816

1,1-Dichloroethane 0.0089 0.0010 0.00017 mg/l SW846 8260C
cis-1,2-Dichloroethene 0.0021 0.0010 0.00027 mg/l SW846 8260C
Tetrachloroethene 0.0206 0.0010 0.00040 mg/l SW846 8260C
1,1, 1-Trichloroethane 0.0049 0.0010 0.00025 mg/l SW846 8260C
Trichloroethene 0.0013 0.0010 0.00022 mg/l SW846 8260C
JC14083-4 HSSER-SMW01-020816

Tetrachloroethene 0.0040 0.0010 0.00040 mg/l SW846 8260C
1,1,1-Trichloroethane 0.0022 0.0010 0.00025 mg/l SW846 8260C
JC14083-5 HSSER-SMW02-020816

Tetrachloroethene 0.00071 J 0.0010 0.00040 mg/l SW846 8260C
1,1, 1-Trichloroethane 0.00040 J 0.0010 0.00025 mg/l SW846 8260C
JC14083-6 HSSER-MW203-020816

Tetrachloroethene 0.0049 0.0010 0.00040 mg/l SW846 8260C
JC14083-7 HSSER-MWO07FGA-020916

Tetrachloroethene 0.0011 0.0010 0.00040 mg/l SW846 8260C
1,1, 1-Trichloroethane 0.0017 0.0010 0.00025 mg/l SW846 8260C
JC14083-8 HSSER-SMW19-020916

cis-1,2-Dichloroethene 0.00063 J 0.0010 0.00027 mg/l SW846 8260C
Tetrachloroethene 0.0011 0.0010 0.00040 mg/l SW846 8260C
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Summary of Hits Page 2 of 3
Job Number: JC14083

Account: United Technologies Corporation

Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

Collected: 02/08/16 thru 02/10/16 u
Lab Sample ID Client Sample ID Result/

Analyte Qual RL MDL Units Method
1,1,1-Trichloroethane 0.00029 J 0.0010 0.00025 mg/l SW846 8260C
Trichloroethene 0.0165 0.0010 0.00022 mg/l SW846 8260C
JC140839  HSSER-PMWO01-020916

1, 1-Dichloroethane 0.0021 0.0010 0.00017 mg/l SW846 8260C
cis-1,2-Dichloroethene 0.00040 J 0.0010 0.00027 mg/l SW846 8260C
Tetrachloroethene 0.0122 0.0010 0.00040 mg/l SW846 8260C
1,1,1-Trichloroethane 0.0107 0.0010 0.00025 mg/l SW846 8260C
Trichloroethene 0.00088 J 0.0010 0.00022 mg/l SW846 8260C

JC14083-10 HSSER-EBLKO01-020916
No hits reported in this sample.

JC14083-11 HSSER-PMW02-020916

1, 1-Dichloroethane 0.0042 0.0010 0.00017 mg/l SW846 8260C
cis-1,2-Dichloroethene 0.0025 0.0010 0.00027 mg/l SW846 8260C
Tetrachloroethene 0.0126 0.0010 0.00040 mg/l SW846 8260C
1,1, 1-Trichloroethane 0.0085 0.0010 0.00025 mg/l SW846 8260C
Trichloroethene 0.0013 0.0010 0.00022 mg/l SW846 8260C
Vinyl chloride 0.00093 J 0.0010 0.00015 mg/l SW846 8260C

JC14083-12 HSSER-GMZ02-020916

1,1-Dichloroethane 0.0011 0.0010 0.00017 mg/l SW846 8260C
1,1,1-Trichloroethane 0.0012 0.0010 0.00025 mg/l SW846 8260C

JC14083-13 HSSER-GMZ04-020916

cis-1,2-Dichloroethene 0.0018 0.0010 0.00027 mg/l SW846 8260C
1,1,1-Trichloroethane 0.0035 0.0010 0.00025 mg/l SW846 8260C

JC14083-14 HSSER-SMW20-021016

No hits reported in this sample.

JC14083-15 HSSER-SMW21-021016

cis-1,2-Dichloroethene 0.00096 J 0.0010 0.00027 mg/l SW846 8260C
1,1,1-Trichloroethane 0.0105 0.0010 0.00025 mg/l SW846 8260C
Trichloroethene 0.00029 J 0.0010 0.00022 mg/l SW846 8260C
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Summary of Hits Page 3 of 3
Job Number: JC14083

Account: United Technologies Corporation
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
Collected: 02/08/16 thru 02/10/16 E

Lab Sample ID Client Sample ID Result/
Analyte Qual RL MDL Units Method

JC14083-16 HSSER-GMZ03-021016
Al, 1, 1-Trichloroethane 0.00060 J 0.0010 0.00025 mg/l SW846 8260C

JC14083-17 HSSER-SMW04-021016

1, 1-Dichloroethane 0.0105 0.0010 0.00017 mg/l SW846 8260C
cis-1,2-Dichloroethene 0.0538 0.0010 0.00027 mg/l SW846 8260C
Tetrachloroethene 0.0246 0.0010 0.00040 mg/l SW846 8260C
1,1,1-Trichloroethane 0.0062 0.0010 0.00025 mg/l SW846 8260C
Trichloroethene 0.0024 0.0010 0.00022 mg/l SW846 8260C
Vinyl chloride 0.0020 0.0010 0.00015 mg/l SW846 8260C

JC14083-18 HSSER-DUP01-021016
1,1,1-Trichloroethane 0.00055 J 0.0010 0.00025 mg/l SW846 8260C
JC14083-19 HSSER-TRIP01-020816

No hits reported in this sample.

SGS  accyrest

JC14083



Section 4

Report of Analysis

11 of 326
e _ ACCUTEST

JC14083



Raw Data: PZNIEI1Ns)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-FBLK01-020816
Lab Sample ID:  JC14083-1 Date Sampled: 02/08/16
Matrix: AQ - Field Blank Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165598.D _ 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane ND 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1, 1-Dichloroethene ND 0.0010 0.00051 mg/1
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/1
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane ND 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/1
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/1
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 104% 76-120%
17060-07-0 1,2-Dichloroethane-D4 95% 73-122%
2037-26-5  Toluene-D8 102% 84-119%
460-00-4 4-Bromofluorobenzene 103% 78-117%

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

12 of 326
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Raw Data: NI #")

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-SMW08-020816
Lab Sample ID:  JC14083-2 Date Sampled: 02/08/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165587.D 1 02/13/16 _ TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml

Run #2

VOA Special List

CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane 0.0101 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/1
75-35-4 1,1-Dichloroethene 0.00052 0.0010 0.00051 mg/l J
156-59-2 cis-1,2-Dichloroethene 0.0713 0.0010 0.00027 mg/1
156-60-5 trans-1,2-Dichloroethene 0.00071 0.0010 0.00065 mg/1 J
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/1
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/1
127-18-4 Tetrachloroethene 0.0521 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane 0.0174 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene 0.0059 0.0010 0.00022 mg/1
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/1
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 104% 76-120%
17060-07-0 1,2-Dichloroethane-D4 94% 73-122%
2037-26-5  Toluene-D8 104% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%

ND = Not detected MDL = Method Detection Limit J= Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Raw Data: YL R

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-GMZ01-020816
Lab Sample ID:  JC14083-3 Date Sampled: 02/08/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165588.D 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane 0.0089 0.0010 0.00017 mg/1
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1, 1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene 0.0021 0.0010 0.00027 mg/1
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene 0.0206 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane 0.0049 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene 0.0013 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 104% 76-120%
17060-07-0 1,2-Dichloroethane-D4 95% 73-122%
2037-26-5 Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%

ND = Not detected MDL = Method Detection Limit J= Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Raw Data: PLNIERE NS

SGS Accutest

Report of Analysis Page 1 of 1

Client Sample ID: HSSER-SMWO01-020816

Lab Sample ID:  JC14083-4 Date Sampled: 02/08/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165589.D 1 02/13/16 TK n/a _n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml

Run #2

VOA Special List

CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane ND 0.0010 0.00017 mg/1

107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/1

75-35-4 1, 1-Dichloroethene ND 0.0010 0.00051 mg/l

156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/l

156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/1

100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/1

75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l

127-18-4 Tetrachloroethene 0.0040 0.0010 0.00040 mg/1

108-88-3 Toluene ND 0.0010 0.00016 mg/1

71-55-6 1,1,1-Trichloroethane 0.0022 0.0010 0.00025 mg/l

79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/1

79-01-6 Trichloroethene ND 0.0010 0.00022 mg/1

75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

1868-53-7  Dibromofluoromethane 105% 76-120%

17060-07-0 1,2-Dichloroethane-D4 95% 73-122%

2037-26-5  Toluene-D8 104% 84-119%

460-00-4 4-Bromofluorobenzene 103% 78-117%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Raw Data: .RlE ] vxs)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-SMW02-020816
Lab Sample ID:  JC14083-5 Date Sampled: 02/08/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165600.D 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane ND 0.0010 0.00017 mg/1
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/1
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/1
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/1
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene 0.00071 0.0010 0.00040 mg/l J
108-88-3 Toluene ND 0.0010 0.00016 mg/1
71-55-6 1,1,1-Trichloroethane 0.00040 0.0010 0.00025 mg/l J
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/1
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/1
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/1
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 106% 76-120%
17060-07-0 1,2-Dichloroethane-D4 96% 73-122%
2037-26-5 Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%
ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  acoyresr
JC14083



Raw Data: ANIEEClINS]

SGS Accutest

Report of Analysis Page 1 of 1

Client Sample ID: HSSER-MW203-020816

Lab Sample ID:  JC14083-6 Date Sampled: 02/08/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165590.D 1 02/13/16 TK n/a n/a V2A7042 _
Run #2

Purge Volume
Run #1 5.0 ml

Run #2

VOA Special List

CAS No.  Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane ND 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/1
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/1
127-18-4 Tetrachloroethene 0.0049 0.0010 0.00040 mg/l
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane ND 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 106% 76-120%
17060-07-0 1,2-Dichloroethane-D4 95% 73-122%
2037-26-5 Toluene-D8 102% 84-119%
460-00-4 4-Bromofluorobenzene 103% 78-117%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  sccyrest
JC14083




Raw Data: 2N ERERD)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-MWO07FGA-020916
Lab Sample ID:  JC14083-7 Date Sampled: 02/09/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165591.D 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane ND 0.0010 0.00017 mg/1
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/1
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/1
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene 0.0011 0.0010 0.00040 mg/l
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane 0.0017 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/1
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/1
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 95% 73-122%
2037-26-5  Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%
ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  accyrest

JC14083



Raw Data: LN IEEAs)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-SMW19-020916
Lab Sample ID:  JC14083-8 Date Sampled: 02/09/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165617.D 1 02/15/16 TK n/a n/a V2A7043
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane ND 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/1
156-59-2 cis-1,2-Dichloroethene 0.00063  0.0010 0.00027 mg/l J
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/1
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/1
127-18-4 Tetrachloroethene 0.0011 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane 0.00029  0.0010 0.00025 mg/l J
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene 0.0165 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 96% 73-122%
2037-26-5  Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 103% 78-117%
ND = Not detected MDL = Method Detection Limit = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

19 of 326
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Raw Data: [N EE kN

SGS Accutest

Report of Analysis Page 1 of 1

Client Sample ID: HSSER-PMWO01-020916

Lab Sample ID:  JC14083-9 Date Sampled: 02/09/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
File ID DF Analyzed By Prep Date Prep Batch  Anmalytical Batch
Run #1 .  2A165593.D 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml

Run #2

VOA Special List

CAS No. Compound Result RL MDL  Units Q
75-34-3 1,1-Dichloroethane 0.0021 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene 0.00040  0.0010 0.00027 mg/l J
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene 0.0122 0.0010 0.00040 mg/l
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1, 1-Trichloroethane 0.0107 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene 0.00088 0.0010 0.00022 mg/l J
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 106% 76-120%
17060-07-0 1,2-Dichloroethane-D4 97% 73-122%
2037-26-5  Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  accurest
JC14083



Raw Data: 2N TErAs)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-EBLKO01-020916
Lab Sample ID:  JC14083-10 Date Sampled: 02/09/16
Matrix: AQ - Equipment Blank Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165592.D [ 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 . 1,1-Dichloroethane ND 0.0010 0.00017 mg/1
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/1
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/1
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/1
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/1
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane ND 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/1
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/1
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 96% 73-122%
2037-26-5  Toluene-D8 104% 84-119%
460-00-4 4-Bromofluorobenzene 104% 78-117%

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

SGS  accurest

JC14083



Raw Data: PrNEH iR

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-PMW02-020916
Lab Sample ID:  JC14083-11 Date Sampled: 02/09/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165601.D 1 % 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml

Run #2

VOA Special List

CAS No. Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane 0.0042 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene 0.0025 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene 0.0126 0.0010 0.00040 mg/l
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1, 1-Trichloroethane 0.0085 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene 0.0013 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride 0.00093 0.0010 0.00015 mg/l ¥
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 96% 73-122%
2037-26-5 Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  scoyrest

JC14083



Raw Data: EiikyryNs

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-GMZ02-020916
Lab Sample ID:  JC14083-12 Date Sampled: 02/09/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 3D117221.D 1 02/12/16 XC n/a n/a V3D5014
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane 0.0011 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/1
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/1
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/1
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/1
71-55-6 1,1, 1-Trichloroethane 0.0012 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 118% 76-120%
17060-07-0 1,2-Dichloroethane-D4 117% 73-122%
2037-26-5  Toluene-D8 101% 84-119%
460-00-4 4-Bromofluorobenzene 95% 78-117%

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

SGS  accyrest
JC14083



Raw Data: [eiskkipyvyHas)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-GMZ04-020916
Lab Sample ID:  JC14083-13 Date Sampled: 02/09/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 3D117222.D 1 02/12/16 XC _n/a n/a V3D5014
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane ND 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene 0.0018 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/l
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1, 1-Trichloroethane 0.0035 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 118% 76-120%
17060-07-0 1,2-Dichloroethane-D4 119% 73-122%
2037-26-5  Toluene-D8 100% 84-119%
460-00-4 4-Bromofluorobenzene 95% 78-117%

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

SGS  acoyrest

JC14083



Raw Data: s yiiyyxas)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-SMW20-021016
Lab Sample ID:  JC14083-14 Date Sampled: 02/10/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 3D117223.D 1 02/12/16 XC n/a nfa V3D5014
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane ND 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/1
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/1
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/1
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane ND 0.0010 0.00025 mg/1
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/1
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 118% 76-120%
17060-07-0 1,2-Dichloroethane-D4 119% 73-122%
2037-26-5  Toluene-D8 101% 84-119%
460-00-4 4-Bromofluorobenzene 95% 78-117%
ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  sccurest

JC14083



Raw Data: 2NCEorAs)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-SMW21-021016
Lab Sample ID:  JC14083-15 Date Sampled: 02/10/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165602.D 1 02/13/16 TK n/a n/a . V2A7042
Run #2

Purge Volume
Run #1 5.0 ml

Run #2

VOA Special List

CAS No. Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane ND 0.0010 0.00017 mg/1
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1, 1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene 0.00096  0.0010 0.00027 mg/1 J
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane 0.0105 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene 0.00029  0.0010 0.00022 mg/l J
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/1

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 95% 73-122%
2037-26-5  Toluene-D8 104% 84-119%
460-00-4 4-Bromofluorobenzene 101% 78-117%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  sccyrest

JC14083



Raw Data: 2N ki)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-GMZ03-021016
Lab Sample ID:  JC14083-16 Date Sampled: 02/10/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165603.D 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane ND 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1, 1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/l
108-88-3 Toluene ND 0.0010 0.00016 mg/1
71-55-6 1,1,1-Trichloroethane 0.00060 0.0010 0.00025 mg/l J
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 94% 73-122%
2037-26-5  Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Raw Data: 2N RN

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-SMW04-021016
Lab Sample ID:  JC14083-17 Date Sampled: 02/10/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165604.D 1 02/13/16 TK n/a n/a V2A7042 :
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane 0.0105 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1, 1-Dichloroethene ND 0.0010 0.00051 mg/1
156-59-2 cis-1,2-Dichloroethene 0.0538 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/1
127-18-4 Tetrachloroethene 0.0246 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/1
71-55-6 1,1, 1-Trichloroethane 0.0062 0.0010 0.00025 mg/1
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene 0.0024 0.0010 0.00022 mg/l
75-01-4 Vinyl chloride 0.0020 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 96% 73-122%
2037-26-5  Toluene-D8 104% 84-119%
460-00-4 4-Bromofluorobenzene 102% 78-117%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Raw Data: LN EENs)

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-DUP01-021016
Lab Sample ID:  JC14083-18 Date Sampled: 02/10/16
Matrix: AQ - Ground Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 _2A165618.D 1 02/15/16 TK n/a n/a V2A7043
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1, 1-Dichloroethane ND 0.0010 0.00017 mg/1
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/1
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1,1-Trichloroethane 0.00055 0.0010 0.00025 mg/l J
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/l
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/1
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/l
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 96% 73-122%
2037-26-5  Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 101% 78-117%

ND = Not detected MDL = Method Detection Limit J= Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Raw Data: 2NIcEE N

SGS Accutest
Report of Analysis Page 1 of 1

Client Sample ID: HSSER-TRIP01-020816
Lab Sample ID:  JC14083-19 Date Sampled: 02/10/16
Matrix: AQ - Trip Blank Water Date Received: 02/11/16
Method: SW846 8260C Percent Solids: n/a
Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2A165599.D 1 02/13/16 TK n/a n/a V2A7042
Run #2

Purge Volume
Run #1 5.0 ml
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
75-34-3 1,1-Dichloroethane ND 0.0010 0.00017 mg/l
107-06-2 1,2-Dichloroethane ND 0.0010 0.00018 mg/l
75-35-4 1,1-Dichloroethene ND 0.0010 0.00051 mg/l
156-59-2 cis-1,2-Dichloroethene ND 0.0010 0.00027 mg/l
156-60-5 trans-1,2-Dichloroethene ND 0.0010 0.00065 mg/l
100-41-4 Ethylbenzene ND 0.0010 0.00027 mg/l
75-09-2 Methylene chloride ND 0.0020 0.00073 mg/l
127-18-4 Tetrachloroethene ND 0.0010 0.00040 mg/l
108-88-3 Toluene ND 0.0010 0.00016 mg/l
71-55-6 1,1, 1-Trichloroethane ND 0.0010 0.00025 mg/l
79-00-5 1,1,2-Trichloroethane ND 0.0010 0.00021 mg/1
79-01-6 Trichloroethene ND 0.0010 0.00022 mg/1
75-01-4 Vinyl chloride ND 0.0010 0.00015 mg/1
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 105% 76-120%
17060-07-0 1,2-Dichloroethane-D4 94% 73-122%
2037-26-5  Toluene-D8 103% 84-119%
460-00-4 4-Bromofluorobenzene 101% 78-117%

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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_Sﬁ& ACCUTE:

New Jemey

Section 5

Misc. Forms H

Custody Documents and Other Forms

Includes the following where applicable:

¢ Chain of Custody
« Sample Tracking Chronicle
« Internal Chain of Custody
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L] CHAIN OF CUSTODY PAGE OF
.ACC‘.UTES‘I: e, L oFr &
o i gy * 2235 Route 130, Dayton, NJ 08810 WYL: QS Y20 e
TEL. 732-329.0200 FAX: 732-329-3499/3480 [Accutes! Quote & ]»uu-uuu BC iqo X;
| Requested Analysis ( see TEST CODE sheet) | Matrix Codes
fecem el i
— WW - Water
_;310 Winnerd  Po Stng ematon ( Miren rom Rapert ) et
Stato Zp Thy — Siaw _|Company Name SL- Sludge
ving T Recyeons B R
Project Contact E-mall Project # ™ rﬁﬂﬂ; L Other it
Pere 277
Phone # cmpmai%eu' Thy ~—Saw —% so‘;v:'x:«u
b3C-AIB. 401D ¥ —
Sampler(s) Name(s) Phone# | Pr Manager Attantion: RB- Rinse Blank
Nide Pins | funt thugtz 'Eergg, Houarz T8-Trp Blank
w Collection Number of preserved Botties Jﬂ
:-; Fleid ID / Point of Collection MEOH/D! Vial # Dale Time H:,'_ Matric |#of botties| 3 i i g ! = i E 3 LAB USE ONLY
| | HSSER -FBLYOL- 026816 Zlslie 0920 | NP (&M | B |3 X 2
T [Hssee- smwog - czopic 2leli | jo4s [ne [aw | 3 [3 % vus s )
3 |HS%En-GmZOL- c20ml6 2lglle | s [NPlaw]| 3 |3 X
4 [Hesen - Simwio] -0z 081k 2l | 1350 [ np|ewl]| 3 |3 X
3 - Svawo2 - 0208k 2Rfic | 1Sos|np lcw | 3 |3 X
& lHssEe - mw2s3- oo 2]elio | 1SC | Np oW ] 3 |3 X
1 |HS5ER - MWBIFGA —6291k 2fale | 0520 |NrP|awW| 3 |3 X i
§ |HssEn - Smwi9-62c4ik 2zl | W3S | Npléw] 3 |3 % C
9 |pssee - Prwo) - oAl 2jafie | 1325 [ nplaw]| 3 |3 ¥ ]
N - EBULOl - 0264 1 2|l | 1345 | NP|&W ]| B |3 x LABEL VERIRICATION bt
U |jesee- Pmw o2 -02001 2faie | 4o | mplew| 3 |3 % ¢
0 [Hsee - emzoz -p20die slie | 1s4s [ NP[cW] 2 |3 %
Tumaround Time ( Business Data Deliverable Information Comments Instructions
Approved By (Accutest PMY: [ Date: Commerclal "A" (Lavel 1) NYASP C:
Kniemm g Commercial "B" { Level 2) g wmcm: * LsT oF 13 VOC—s
[] 5Day RUSH [ FULLTY (Lavel 3+4) [ state Forms
[] 30ay RusH [ NJ Reduced [ eob Format Lever v DATA
[0 2DpeyRuUsH [ Commerciai "c* [ other
[ 10eyRusH [] N Data of Known Quaity Protocol Reporting
[ other |Commercial "A* = Results Only, Commercial "B® = Resulls + QC Summary
3 ' A 3 4 iul’ 4 @
5n--u—~n [Date Time: E:t-ﬂy. Custody Seal ¥ 4‘6‘00 2 :::-. n—ma-nw o&-/ C—T"‘pLU gﬂ/
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[ L=) CHAIN OF CUSTODY PAGE z OF _z
B ACCUTEST. =3
LABORATORIES [FED-EX Tracking # |Bote Order Control #
2235 Route 130, Dayton, NJ 08810 pS14  4leS 4570
TEL. 732-329-0200 FAX: 732-329-3499/3480 [ Accutest Quote & [Accutest Job # "E C ‘q c g ’5
Roquested Analysis ( see TEST CODE sheot) __JM]_Matrix Codes |
OW - Drinking Water|
A.Ewm GW - Ground Water
a9 WW - Water
420 W pigLo Ep Information ( H differant from to) "'"?6".'2'.,-"""
[T St Ze | Chy Swle  [Company Name SL- Shudge
Whaedviwe T wEsS | Roworso =i oo
e Dol by Vel Doscomceen | - o0 8027% o o Gh
y € A
Phone ¥ W ::x = Chont Purchase Order # Thy Siato Z | sa.wpoo::m
b30.41% . 9648 * FB-Fisd Blank
Sampler(s) Nama(s) Phone # Project Manager | Attantion: RB- Rinse Blank
Mide Pins I Ausn thusz | Veren Pousrz- ‘< T6-Top Blank
L) ‘Colecton NUmDer of praserwed Dotles.
temt|  Field ID / Point of Collection MEONID! Vil oue O - e SR § ¢ g § § a8 LABUSE ONLY
15 lHssEa mse 1 - 020AMe 2falic | 1shus |aP jew | 3 |3 x
HeSEr - mspol - c2A 1L 2lajie | 154s | nPlew| 2 [3 )
1 |issen- Gmzoy-c2hl Zjalie | s | Ax| ew| 2 |3 %
14 | esBrr - SmWBB 021016 2wjre | 0945 | NPl EW] 3 |3 %
5 -MuD)- O21p b 2l | 09sS Ak W | 3 |3 X
1o |hsser - Gmzod- o210l 2wl | 1o [nr Jew | 3 |3 X
1T |uesen - smuoy. 02101 2o fip| 1S |AK |EW| 3 |3 X
15 |HesEr - Dupp) - 021016 afiolle | epoo [NP [Lw] 3 [3 %
14 |Hssen-Tripol - 820816 z{m\. — [NPléW]| 2 |2 x
\ \ \ \ \ \ \ X \ \ \
\ \ \ \ \ \ A LY \
> \ N \ \ \ \ N
Tumaround Time ( Business Data Deliverable Informalion Comments Instructions
Approved tent PM): /. 3 Commerclal “A" Category
ﬁmumnm R gcm;(‘:: E:::m: ¥ ListT oF 12 Vocs
5 Day RUSH FULLTY (Level 3+4 ‘orma
gsmm gmm : E:::m lever IV oara
[ 2Day RUSH ] Commerclal “c* ] Other
[ 10ay RuSH [0 ™ 0eta of Known Quaiity Protocol Reporting
other Commaercial "A" = Results Only, Commercial "B* = Results + QC Summary
& Rush T/A dats avaiable VIA Lablink NJ Reduced = Results + QC + Partial Raw data -
* SempeC mmuwmmmm—_—m———l‘w
by - 5 : Zofiy [ " : [ Received By:
14&"1:41 2 (A«:(A 'aH;b 120 1"7(40{' ',.f,(., 2 e
&
‘Ralinquished by Date Time: ;-w»-uq: Custody Seal # g .:...‘. mnannnunh nau- Cooler Temp. ':270‘;
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SGS Accutest Sample Receipt Summary

Job Number: JC14083 Client: Project:

Date / Time Received: 2/11/2016 9:30:00 AM Delivery Method: Airbill #'s:

iCooIer Temps (Raw Measured) °C: Cooler 1: (2.0);
Cooler Temps (Corrected) °C: Cooler 1: (2.4);

Cooler Security X or N X or N Sample Integrity - Documentation oo N
1. Custody Seals Present: O 3. CoC Presc.mt: M O 1. Sample labels present on bottles: ] o
2. Custody Seals Intact: ] [J 4. SmplDates/Time OK [ O 2. Container labeling comp v O
Cooler Temperature Y or N 3. Sample container label / COC agree: ] O
1. Temp criteria achieved: W O Sample Integrity - Condition B
2. Cooler tem;? verification: IR Gun 1. Sample recvd within HT:‘ ] (|
3. Cooler media: Ice (Bag) 2. All containers accounted for: v O
4. No. Coolers: L 3. Condition of sample: Intact
Quality Control Preservation _Y or N N/A Sample Integrity - Instructions Y or N N/A
1. Trip Blank present / cooler: % O O 1. Analysis requested is clear: a
. !
2. Trip Blank listed on COC: O O 2. Bottles received for unspecified tests O v
3. Samples preserved properly: W O 3. Sufficient volume recvd for analysis: a
4. VOCs headspace free: W = (] 4. Compositing instructions clear: O O v
5. Filtering instructions clear: O O 7]

Comments

JC14083: Chain of Custody
Page 3 of 3

34 of 326
SGS ACCI‘;TEST

JC14083




SGS Accutest

Internal Sample Tracking Chronicle

United Technologies Corporation

Job No: JC14083
ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
Project No: 60480278

Sample

Number  Method Analyzed By Prepped By  Test Codes

JC14083-1 SW846 8260C 13-FEB-16 18:30 TK V8260SL

JC14083-2 SW846 8260C 13-FEB-16 13:05 TK V8260SL

JC14083-3 SW846 8260C 13-FEB-16 13:35 TK V8260SL

JC14083-4 SW846 8260C 13-FEB-16 14:04 TK V8260SL

JC14083-5 SW846 8260C 13-FEB-16 19:28 TK V8260SL

JC14083-6 SW846 8260C 13-FEB-16 14:33 TK V8260SL

JC14083-7 SW846 8260C 13-FEB-16 15:03 TK V8260SL

JC14083-8 SW846 8260C 15-FEB-16 14:34 TK V8260SL

Page 1 of 3
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Internal Sample Tracking Chronicle

United Technologies Corporation

Job No: JC14083
ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
Project No: 60480278

Number  Method Analyzed By Prepped By  Test Codes

JC14083-9 SW846 8260C 13-FEB-16 16:02 TK V8260SL

JC14083-10 SW846 8260C 13-FEB-16 15:32 TK V8260SL

JC14083-11 SW846 8260C 13-FEB-16 19:57 TK V8260SL

JC14083-12 SW846 8260C 12-FEB-16 12:59 XC V8260SL

JC14083-13 SW846 8260C 12-FEB-16 13:26 XC V8260SL

JC14083-14 SW846 8260C 12-FEB-16 13:54 XC V8260SL

JC14083-15 SW846 8260C 13-FEB-16 20:26 TK V8260SL

JC14083-16 SW846 8260C 13-FEB-16 20:56 TK V8260SL

Page 2 of 3
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SGS Accutest

Internal Sample Tracking Chronicle

United Technologies Corporation

Job No: IC14083
ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL
Project No: 60480278

Sample .
Number  Method Analyzed By Prepped By  Test Codes

JC14083-17 SW846 8260C 13-FEB-16 21:25 TK 'V8260SL

JC14083-18 SW846 8260C 15-FEB-16 15:04 TK V8260SL

JC14083-19 SW846 8260C 13-FEB-16 18:59 TK V8260SL

Page 3 of 3
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SGS Accutest Internal Chain of Custody

Page 1 of 4

Job Number: JC14083

Account: UTC United Technologies Corporation

Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

Received: 02/11/16

Sample.Bottle  Transfer Transfer

Number FROM TO Date/Time Reason

JC14083-1.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-1.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-1.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-1.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-1.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-1.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-2.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-2.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-2.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-2.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-2.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-2.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-2.2 Secured Storage Sushila Yadav 02/13/16 15:02 Retrieve from Storage
JC14083-2.2 Sushila Yadav GCMS2A 02/13/16 15:02 Load on Instrument
JC14083-2.2 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-2.2 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-3.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-3.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-3.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-3.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-3.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-3.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-3.2 Secured Storage Sushila Yadav 02/13/16 15:02 Retrieve from Storage
JC14083-3.2 Sushila Yadav GCMS2A 02/13/16 15:02 Load on Instrument
JC14083-3.2 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-3.2 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-4.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-4.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-4.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-4.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-4.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-4.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-5.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-5.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-5.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-5.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-5.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-5.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
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SGS Accutest Internal Chain of Custody Page 2 of 4
Job Number: JC14083

Account: UTC United Technologies Corporation

Project: ENSRILW: UTAS Plants 1/2 Facility, Rockford, IL

Received: 02/11/16

Sample.Bottle  Transfer Transfer

Number FROM TO Date/Time Reason

JC14083-6.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-6.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-6.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-6.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-6.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-6.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-7.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-7.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-7.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-7.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-7.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-7.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage
JC14083-8.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-8.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-8.1 GCMS3D Ximena Collado 02/15/16 09:43 Unload from Instrument
JC14083-8.1 Ximena Collado Secured Storage 02/15/16 09:43 Return to Storage
JC14083-8.1 Secured Storage Tracy Karpinski 02/15/16 13:44 Retrieve from Storage
JC14083-8.1 Tracy Karpinski GCMS2A 02/15/16 13:44 Load on Instrument
JC14083-8.1 GCMS2A Tracy Karpinski 02/16/16 09:10 Unload from Instrument
JC14083-8.1 Tracy Karpinski Secured Storage 02/16/16 09:10 Return to Storage
JC14083-8.2 Secured Storage Tracy Karpinski 02/15/16 16:05 Retrieve from Storage
JC14083-8.2 Tracy Karpinski GCMS2A 02/15/16 16:05 Load on Instrument
JC14083-8.2 GCMS2A Tracy Karpinski 02/16/16 09:10 Unload from Instrument
JC14083-8.2 Tracy Karpinski Secured Storage 02/16/16 09:10 Return to Storage
JC14083-9.1 Secured Storage Ximena Collado 02/12/16 12:09 Retrieve from Storage
JC14083-9.1 Ximena Collado GCMS3D 02/12/16 12:09 Load on Instrument
JC14083-9.1 GCMS3D Sushila Yadav 02/13/16 12:48 Unload from Instrument
JC14083-9.1 Sushila Yadav GCMS2A 02/13/16 12:48 Load on Instrument
JC14083-9.1 GCMS2A Tracy Karpinski 02/15/16 08:57 Unload from Instrument
JC14083-9.1 Tracy Karpinski Secured Storage 02/15/16 08:57 Return to Storage

JC14083-10.1
JC14083-10.1
JC14083-10.1
JC14083-10.1
JC14083-10.1
JC14083-10.1

JC14083-11.1

Secured Storage
Ximena Collado
GCMS3D
Sushila Yadav
GCMS2A
Tracy Karpinski

Secured Storage

Ximena Collado
GCMS3D
Sushila Yadav
GCMS2A
Tracy Karpinski
Secured Storage

Ximena Collado

02/12/16 12:09
02/12/16 12:09
02/13/16 12:48
02/13/16 12:48
02/15/16 08:57
02/15/16 08:57

02/12/16 12:09

Retrieve from Storage
Load on Instrument
Unload from Instrument
Load on Instrument
Unload from Instrument
Return to Storage

Retrieve from Storage
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